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ABSTRACT 
A program was conducted in which an instrument system concept was studied 
to optimize the application of a mass spectrometer as a sensor for monitoring 
the primary atmospheric constituents, as well as atmospheric contaminants, on 
board a manned spacecraft. 
studies representing the primary system parts complementing the spectrom- 
eter: a Carbon Monoxide Accumulator Cell (Volume l), an Ion Pump (Volume 2) ,  
an Ion Pump Power Supply (Volume 3 ) ,  an Inlet Leak (Volume 4 ) ,  an Ion Source 
(Volume 5), and an Undersea Atmospheric Analyzer (Volume 6 ) .  The principle 
goal of the combined study program was the achievement of an instrument con- 
cept of minimum power, weight and size without compromising the minimum 
detection limits of the instrument. 
The program was divided into six individual 
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SUMMARY 
Conceptual design of a f l i g h t  test model Carbon Monixide Accumulator 
C e l l  System has  been completed. Several  ope ra t iona l  op t ions  w e r e  examined 
experimental ly  t o  e s t a b l i s h  a s a t i s f a c t o r y  set  of opera t ing  parameters f o r  
t he  f l i g h t  pro to type  system. Addit ional  s t u d i e s  of t h e  palladium-charcoal 
sorbent  were c a r r i e d  out t o  confirm o r i g i n a l  observat ions and t o  ob ta in  
more information r e l evan t  t o  the  sorbent  c h a r a c t e r i s t i c s .  The accumulator 
ce l l  technique can b e  used i n  a vacuum mode of opera t ion  t o  d e t e c t  low 
concent ra t ions  of carbon monoxide i n  a i r .  
The f l i g h t  prototype Carbon Monoxide Accumulator C e l l  w i l l  be  capable 
of de t ec t ing  carbon monoxide a t  concentrat ions i n  the  range from f i v e  t o  
100 p a r t s  p e r  mi l l i on .  The ana lys i s  t i m e  i s  estimated a t  t e n  minutes with 
r e p e t i t i o n  i n t e r v a l s  of twenty minutes. A peak power consumption of twelve 
and one-half watts is  estimated f o r  t he  system; a minimum of th ree  w a t t s  
power i s  requi red  t o  hea t  t h e  sample tube f o r  monitoring t h e  normal atmos- 'r 
pher i c  components. 
pounds f o r  t h e  c o n t r o l  u n i t s  f o r  t h e  c e l l  h e a t e r s  and valves  and one and 
one-half pounds f o r  t h e  i n l e t  system hardware. A vacuum l i n e ,  e i t h e r  t o  a 
rough pump o r  ou te r  space,  i s  requi red  f o r  opera t ion  of t h e  system. 
Weight of t h e  dua l  l eak  i n l e t  system inc ludes  two 
The dependence of t he  amount of carbon monoxide sorbed on the  gas phase 
concent ra t ion  w a s  i nves t iga t ed .  The t o t a l  amount sorbed increased by a 
f a c t o r  of fou r  and one-half over t h e  concent ra t ion  range from e i g h t  t o  
5,150 p a r t s  pe r  mi l l i on .  This r e s u l t  implies  t h a t  opera t ing  t h e  accumulator 
ce l l  wi th  a sample volume i n  excess  of t h a t  requi red  t o  s a t u r a t e  the  c e l l ,  
w i l l  n o t  a f fo rd  a s e n s i t i v e  measure of t he  carbon monoxide concentrat ion.  
Two sorbent  prepara t ions  w e r e  t e s t e d  i n  the  low concent ra t ion  range and 
the  r ep roduc ib i l i t y  of so rp t ion  c a p a b i l i t y  w a s  demonstrated. 
I 
The r e s u l t s  of t h e  sorbent  s tudy program show t h a t ;  f i r s t ,  wi th  vacuum 
desorpt ion and a f ixed  sample volume ( l e s s  t h a t  t h a t  required t o  s a t u r a t e  
the  c e l l ) ,  carbon monoxide can be  de tec ted  a t  concentrat ions of f i v e  p a r t s  
pe r  mi l l i on ;  second, opera t ion  a t  atmospheric pressure  using a carrier gas 
t o  t r a n s p o r t  desorbing carbon monoxide from the  c e l l  t o  a low conductance 
mass spectrometer leak does n o t  a f fo rd  s u f f i c i e n t  s e n s i t i v i t y  f o r  d e t e c t i o n  
of carbon monoxide, even a t  r e l a t i v e l y  high concentrat ions,  on the  order  of  
100 p a r t s  p e r  mi l l ion ;  and t h i r d ,  t he  palladium-charcoal sorbent  can be 
prepared i n  a reproducib le  manner. 
Resul t s  of the s tudy program are used i n  t h e  conceptual des ign  of an  i n l e t  
system t o  monitor both normal atmospheric c o n s t i t u e n t s  and carbon monoxide. 
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INTRODUCTION 
Measurement of t he  carbon monoxide concent ra t ion  i n  spacec ra f t  atmos- 
pheres i s  an  important requirement t o  ensure the  h e a l t h  and s a f e t y  of t he  
crew. 
ted f o r  s h o r t  exposure per iods ,  t h e r e  i s  a genera l  d e b i l i t a t i o n  of personnel 
performance f o r  continuous exposure t o  lower concent ra t ions .  I n  a manned 
space f l i g h t  t h i s  i s  p o t e n t i a l l y  hazardous. Therefore, being a b l e  t o  
determine low concent ra t ions  of carbon monoxide, which s i g n a l  t he  malfunction 
of some por t ion  of t h e  atmospheric con t ro l  system is  important i n  order  t o  
take prevent ive  a c t i o n  before  s e r i o u s  exposure problems are encountered. 
While r e l a t i v e l y  h igh  concent ra t ions  of carbon monoxide can be to l e ra -  
A method f o r  determining carbon monoxide a t  concent ra t ions  on the  order  
of t en  p a r t s  pe r  m i l l i o n  w a s  developed as p a r t  of Laboratory Contaminant 
Sensor programs (Contract Number NAS1-7266 and NAS1-8258). This method is  
based on concent ra t ion  of carbon monoxide by so rp t ion  on a s u i t a b l e  sorbent ,  
removal of a i r  from the  system by vacuum pump o u t ,  followed by desorp t ion  
of carbon monoxide by h e a t  t o  a mass spectrometer f o r  ana lys i s .  
system the p re s su re  due t o  desorp t ion  of carbon monoxide from the  sorbent 
i n i t i a l l y  inc reases  and then decreases as the  gas is  pumped o u t  of t h e  
system. 
of t he  desorp t ion  curve is  used as the  measure of the amount of carbon 
monoxide i n  t h e  sample. 
I n  t h i s  
The carbon monoxide s i g n a l  i n  t h e  m a s s  spectrometer a t  t h e  peak 
This program w a s  undertaken t o  develop a test system t h a t  would approach 
hardware l i m i t a t i o n s  imposed by f l i g h t  condi t ions  and to  ga in  f u r t h e r  i n s i g h t  
i n t o  the f a c t o r s  involved i n  the  d e t e c t i o n  of carbon monoxide by t h i s  tech- 
nique. 
were t e s t ed .  
performance of t he  sorbent ,  tests with a system which except f o r  t h e  valving 
requirements would be more compatible with f l i g h t  hardware, and an evalua- 
t i o n  of the power and weight requirements f o r  a f l i g h t  type un i t .  Conceptual 
design of a f l i g h t  carbon monoxide d e t e c t o r  w a s  a l s o  undertaken. 
Modes of ope ra t ions  which are more s u i t a b l e  t o  f l i g h t  requirements 
The program involved an e f f o r t  t o  ob ta in  more da t a  on t h e  
The r e s u l t s  of t he  test program wi th  the s m a l l  Accumulator C e l l  System 
are presented i n  the  next s ec t ion .  Subsequent s ec t ions  present  t h e  r e s u l t s  
of some a d d i t i o n a l  tests wi th  t h i s  sorbent ,  a conceptual design of a f l i g h t  
prototype system and a d i scuss ion  of r e s u l t s .  
2 
NASA CR-111855 
SMALL CARBON MONOXIDE ACCUMULATOR CELL 
A s m a l l  model Carbon Monoxide (CO) Accumulator ce l l  w a s  designed and 
t e s t e d  t o  eva lua te  the  performance of t h e  carbon monoxide accumulation 
technique which except f o r  t h e  valves employed, approximates a f l i g h t  type 
system. This u n i t  w a s  t e s t e d  on the  cyc lo ida l  m a s s  spectrometer i n  t h r e e  
modes of operat ion;  f i r s t ,  us ing vacuum desorp t ion  and l i n e a r  temperature 
programming; second, vacuum desorp t ion  wi th  a stepped temperature program; 
and t h i r d ,  carrier gas  desorp t ion  wi th  a s i n g l e  s t e p  temperature program. 
A desc r ip t ion  of t he  test model i s  presented i n  the  following sec t ion ,  and 
the  r e s u l t s  of the test program are presented i n  subsequent s ec t ions .  
T e s t  Sys t e m  
The test model c o n s i s t s  of two Carle* microvolume valves, Model 2013, 
and the  tubu la t ion  necessary t o  connect t h e  ce l l ,  sample l i n e s ,  p recut  
vacuum l i n e s ,  and the  m a s s  spectrometer l eak .  
four-way switching valves of low i n t e r n a l  volume. 
valves w e r e  obtained wi th  a purge housing t o  minimize inward leakage of 
a i r  during carbon monoxide determinat ions under vacuum. 
the  valve purge gas i n  these  experiments. Connections to  the  valves are 
which extend from the  base of t he  valves. A schematic of t he  flow system 
f o r  vacuum ope ra t ion  i s  shown i n  Figure 1 and a photograph of the  test  
model i s  shown i n  Figure 2. By means of t h i s  f low system, performing 
sampling, p recu t t ing  air  from the  accumulator ce l l  and desorp t ion  of t he  
ce l l  t o  the  m a s s  spectrometer i s  poss ib l e  by ac tua t ing  t h e  valves. The 
system w a s  operated manually during t h e  test  program, although automatic 
ac tua to r s  are ava i l ab le .  The valves are considerably heavier  than considered 
acceptab le  f o r  a f l i g h t  system, and power requirements f o r  a c t u a t o r s  are 
r e l a t i v e l y  high. Therefore,  extending t h e  eva lua t ion  of t hese  valves t o  
inc lude  automatic ac tua t ion  w a s  unnecessary. 
The valves are eight-port ,  
For t h i s  app l i ca t ion  the  
Argon w a s  used as 
I made by Swagelok f i t t i n g s  t o  the  one-sixteenth inch  tubes (0.023 inch  I . D . )  , 
The CEC model 21-614 mass spectrometer w a s  used wi th  a s tandard CEC 
gold l e a k  wi th  conductance of 0.15 cubic  cent imeter  pe r  second f o r  t h e  
vacuum experiments. For the  experiments wi th  carrier gas,  a s i n t e r e d  
s t a i n l e s s  steel l eak  wi th  conductance of 1 x 10-5 cubic  cent imeters  per  
second w a s  obtained from Matt Meta l lurg ica l  Company. This l eak ,  as purchased, 
i s  housed i n  a one-fourth inch  s t a i n l e s s  steel  tube,  which w a s  used t o  . 
*Carle Instruments, Inc., Ful le r ton ,  Ca l i fo rn ia  
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r e t a i n  t h e  leak i n  a s p e c i a l  capsule  holder  designed t o  i n t e r f a c e  between 
the  ce l l  system f l ange  and the  mass spectrometer.  
shown i n  Figure 3.  
the  top of t he  capsule  t o  prevent  l a r g e  p a r t i c l e s  of sorbent  from passing 
through the  valve and s e t t l i n g  on the  su r face  of the  mass spectrometer leak .  
This l e a k  assembly i s  
A 150 mesh s t a i n l e s s  steel screen  w a s  spo t  welded over 
The Carbon Monoxide Accumulator C e l l  cons is ted  of a stainless steel  
tube,  one-eighth inch  i n  diameter,  0.010 inch w a l l ,  t h r e e  inches i n  length ,  
which is  packed with 0.195 gram of palladium-charcoal sorbent  (Batch 4)**  
The sorbent  i s  r e t a ined  with 150 mesh s t a i n l e s s  steel screen i n s e r t e d  i n  the  
Swagelok reducing unions connected to  t h e  ends of t he  cel l .  The ce l l  i s  
equipped wi th  an iron-constantan thermocouple a t tached  t o  t h e  midpoint of 
t h e  tube; and i s  wrapped wi th  r e s i s t a n c e  w i r e  f o r  hea t ing  and surrounded 
wi th  g l a s s  wool i n su la t ion .  The ce l l  requi red  s i x  and fou r  t en ths  w a t t s  t o  
maintain a temperature of 270 degrees cent igrade ,  t h i s  power w a s  adequate t o  
maintain the  four  degree cent igrade  per  minute hea t ing  ra te  employed i n  t h e  
l i n e a r  temperature program desorp t ion  experiments. 
I n  operat ion,  t he  sample gas l i n e s  are purged i n i t i a l l y  with t h e  system 
i n  the  PRECUT p o s i t i o n  (Figure 2)  and the  cap a t  valve A, p o r t  4 open. 
cap i s  closed and valve A switched t o  t h e  SAMPLE p o s i t i o n  where t h e  gas 
passes  through t h e  ce l l  a t  a measured flow rate f o r  a se l ec t ed  t i m e  i n t e r v a l .  
The system i s  re turned  t o  the PRECUT p o s i t i o n  t o  pump air  from t h e  system. 
A pressure  surge  is  experienced back through t h e  needle  valve, b u t  t h i s  i s  
no t  l a r g e  enough t o  overload the  m a s s  spectrometer system. A t  t h e  end of 
t h e  PRECUT per iod ,  valve B i s  switched t o  the  DESORB p o s i t i o n  and t h e  c e l l  
heated t o  desorb carbon monoxide. A t  t h e  end of  t he  a n a l y s i s  t he  system 
i s  re turned  t o  t h e  PRECUT pos i t i on ,  whi le  t he  cel l  cools  and the  l i n e s  are 
pruged f o r  t h e  next  sample. 
The 
I n i t i a l  tests wi th  t h e  system under vacuum showed t h a t ,  whereas the  
valve l eak  rates w e r e  w i th in  the  range quoted by the  manufacturer f o r  opera- 
t i o n  under pressure ,  t h e r e  was  apprec iab le  inward leakage of a i r  through 
the  valves. The leak was  t raced  t o  t h e  bottom of t h e  valve body where a 
tapered p i n  i s  i n s e r t e d  t o  prevent  excessive purge gas outflow through t h e  
cen te r  p i n  of t he  valve. A t  the  manufacturer ' s  suggestion, t h i s  p i n  w a s  
removed and replaced wi th  a one-eighth inch  tube connected t o  the  argon 
purge gas  system t o  permit  d i r e c t  f looding  of the  cen te r  p i n  s e c t i o n  of t h e  
valve body. This e f f e c t i v e l y  reduced the  level  of n i t rogen  inward leakage 
i n  the  system. 
*Refer t o  s e c t i o n  on Sorbent Experiments (Page 22).  
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Typical va lues  f o r  t h e  i n l e t  system p res su res  are shown i n  Table 1. 
These va lues  w e r e  der ived from the  m a s s  spectrometer s igna l ,  assuming a 
s e n s i t i v i t y  equiva len t  t o  t h a t  measured i n  earlier experiments. 
p rovis ion  f o r  monitoring the  i n l e t  system pressure  i n  t h e  test  model w a s  
no t  made i n  order  t o  minimize the  system volume. The m / e  28 and 40 out- 
pu t s  w e r e  monitored d a i l y  as a check on t h e  system performance and w e r e  
found t o  b e  reasonably s t a b l e  a f t e r  t h e  i n i t i a l  start up period. 
Separate  
TABLE 1,- INLET SYSTEM PRESSURES UNDER VACWM OPERATION 
Pos i t i on  Analyzer Pressure  ( t o r r )  
Sample 
Precut  
Desorb 
1.2 
5.5 x l o+  
2.6 
P a r t i a l  Pressure  (Zp--l 
N i  tr og en 
9.0 
0.1 
0.6 
Argon 4 
6.8 
5.5 
29.0 
Carbon Monoxide Determination - Linear Temperature Program 
A series of carbon monoxide determinat ions w a s  c a r r i e d  o u t  under con- 
Samples of carbon monoxide i n  a i r  w e r e  prepared by d i l u t i o n  of a 
d i t i o n s  s i m i l a r  t o  those used i n  the  Laboratory Contaminant Sensor Study 
Program. 
s tock  mixture  containing 115 p a r t s  pe r  m i l l i o n  carbon monoxide i n  n i t rogen .  
The dua l  flowmeter gas  proport ioner  u n i t  w a s  used f o r  d i l u t i o n .  Sample 
volumes i n  the  range from 200 t o  300 cubic  cent imeters  were used; f low 
rates va r i ed  from 50 t o  120 cubic  cent imeters  per  minute. 
per iod of two minutes w a s  found adequate t o  reduce the  pressure  t o  a va lue  
t h a t  would no t  overpressur ize  the  i o n  source.  The ce l l  w a s  heated a t  a 
rate of fou r  degrees cent igrade  pe r  minute and t h e  mass s p e c t r a  of t h e  
desorbing gases w e r e  scanned a t  twenty-five degree cent igrade i n t e r v a l s .  
The mass spectrometer w a s  operated i n  the  low s e n s i t i v i t y  mode, us ing  
twenty microamperes i o n i z i n g  cur ren t .  
equiva len t  t o  0.018 micron of carbon momoxide under these  condi t ions.  
A precut  t i m e  
One d i v i s i o n  on t h e  recorder  is  
Resul t s  of t he  ana lys i s  of samples containing carbon momoxide a t  con- 
cen t r a t ions  i n  t h e  range from s i x  t o  115 p a r t s  per  m i l l i o n  are shown i n  
Figure 4 .  Typical  desorpt ion curves are shown i n  Figure 5. A summary of 
t h e  test  r e s u l t s  i n  t h e  l i n e a r  temperature mode of opera t ion  i s  presented 
i n  Table 2.  The non l inea r i ty  of t h e  curve a t  amounts of carbon monoxide i n  
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excess of twenty m i c r o l i t e r s  i s  due t o  s a t u r a t i o n  of the  sorbent  wi th  t h e  
sample volume used. The peak he ight  a t  180 degrees Centigrade w a s  chosen 
as t h e  basis f o r  r e l a t i n g  the  s i g n a l  a t  m / e  28 t o  the  carbon monoxide 
content  a 
A t  least squares  l i n e  w a s  ca l cu la t ed  f o r  t h e  da t a  shown i n  Figure 4 
f o r  t o t a l  amounts of carbon monoxide from zero t o  twenth m i c r o l i t e r s  a t  
s tandard temperature and pressures  (STP); t he  r e s u l t i n g  equat ion w a s  
S180 = 87 + 23.2  Vco o r  
= 87 + 6.96 Cco f o r  a 300 s tandard cubic  cent imeter  sample. '180 
where S = Mass spectrometer s i g n a l  i n  d i v i s i o n s  (low s e n s i t i v i t y  a t  
twenty microamperes ion iz ing  c u r r e n t )  a t  a c e l l  temperature of 
180 degrees Centigrade. 
Vco = Volume of carbon monoxide i n  the  test gas sample i n  
m i c r o l i t e r s .  
Cco = Concentration of carbon monoxide i n  p a r t s  pe r  m i l l i o n  i n  
a 300 cubic  cent imeter  sample volume. 
The s tandard devia t ion  of t h e  output  pred ic ted  by t h i s  equat ion w a s  
twelve d iv i s ions .  The blank value f o r  t he  system corresponds t o  eighty- 
seven d iv i s ions .  With t h e  smallest concentrat ions t e s t e d ,  t h e  t o t a l  amount 
of carbon monoxide sorbed is  about one and eight- tenths  m i c r o l i t e r s ,  which 
i s  a t  t h e  de t ec t ab le  l i m i t  f o r  t h e  technique. Although the  blank value i s  
high, i t  i s  r e l a t i v e l y  constant  (+20%), permi t t ing  de tec t ion  of low con- 
cen t r a t ions  of carbon monoxide wi th  f a i r  r e l i a b i l i t y .  
A s  a matter of i n t e r e s t ,  t h e  m / e  28 s i g n a l  a t  200 degrees cent igrade 
and at: t h e  maximum i n  t h e  desorbt ion curve w e r e  examined f o r  c o r r e l a t i o n  
wi th  t h e  carbon monoxide content .  Nei ther  value co r re l a t ed  as w e l l  as t h e  
180 degree cent igrade  peak value.  The area under t h e  desorbt ion curve w a s  
ca l cu la t ed  and r e l a t e d  t o  t h e  t o t a l  carbon monoxide using t h e  estimated 
pump out  rate and m a s s  spectrometer s e n s i t i v i t y .  The recovery of carbon 
monoxide under these  condi t ions w a s  twenty percent .  The apparent ly  low 
recovery i s  p a r t l y  due t o  a minimum estimate of  t h e  pump out  rate. 
Stepped Temperature Operation 
A stepped temperature hea t ing  program w a s  t e s t e d  t o  e s t a b l i s h  t h e  
s e n s i t i v i t y  and t h e  f e a s i b i l i t y  of opera t ing  t h e  system i n  a b a s i c a l l y  
simpler and less time-consuming mode. The opera t ing  t i m e  schedule shown 
7 
NASA CR-111855 
i n  Table 3 w a s  chosen as a compromise between what might be considered a 
minimum c o n t r o l  mode and the  d e s i r e  t o  ob ta in  some d a t a  r e l a t e d  t o  back- 
ground levels i n  t h e  system, I n  a f l i g h t  system some of t h e  opera t ions  
would be omitted t o  achieve a minimum t i m e  period f o r  carbon monoxide 
determination. 
TABLE 3.- OPERATION TIME SCHEDULE - STEPPED TEMPERATURE PROGRAM 
Step 
1 
2 
3 
4 
5 
6 
7 
8 
9 
10 
11 
T i m e  (min) 
0 - 2.5 
2.5 - 4.5 
4.5 
5.5 
7.0 
8.0 
9.5 
10.75 
12.0 
16.0 
20.0 
Opera t i o n  
Sample wi th  c e l l  a t  50°C 
Precut  
Switch to  desorb 
Scan m a s s  s p e c t r a  wi th  c e l l  a t  50°C 
H e a t  t o  125°C 
Scan a t  125°C 
H e a t  t o  180°C 
Scan a t  180°C 
Heat to  270°C 
Scan a t  270°C 
Turn o f f  hea t e r  
This t i m e  cyc le  requi red  approximately t h i r t y - s i x  minutes from t h e  start  
of one sample t o  the  start  of the next. 
A blank n i t rogen  level i n  t h i s  opera t ion  mode i s  no higher than  those 
experienced i n  the slower l i n e a r  temperature program mode and, i n  f a c t ,  
a c t u a l l y  appeared t o  b e  lower. This may be t h e  r e s u l t  of changes i n  the 
sorbent cel l ,  s i n c e  a gradual decrease i n  blank va lues  f o r  a i r  samples w a s  
no t iced  during t h e  earlier tests. Therefore, t h e  conclusion is  t h a t  t he  
two-minute p recu t  t i m e  per iod reduces the  n i t rogen  background from t h e  c e l l  
t o  a minimal value.  
Samples used i n  these  tests w e r e  prepared i n  t h e  same way as those  
Again, t he  m / e  28 s i g n a l  
used f o r  l i n e a r  temperature program opera t ion ,  
shown i n  Figure 6 ,  and summarized i n  Table 4. 
a t  180 degrees cent igrade  w a s  used as a measure of t h e  t o t a l  carbon monoxide 
content of t he  sample. The s e n s i t i v f t y  i n  the stepped temperature mode of 
The r e s u l t s  obtained are 
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opera t ion  i s  nea r ly  double t h a t  of t h e  slower, l i n e a r  temperature program 
mode. On a q u a l i t a t i v e  b a s i s ,  t h i s  i s  expected, s i n c e  less of t h e  de- 
sorbing carbon monoxide i s  pumped out  of t he  system during the  s h o r t e r  
hea t ing  per iod.  ( A l s o ,  note  t h s t  t he  maximum water desorp t ion  pressure  
occurs  a t  a later temperature because of t h i s  same e f f e c t . )  On t h e  b a s i s  
of t he  desorp t ion  model t h e  maximum i n  t h e  carbon monoxide desorp t ion  
curve should occur a t  higher  temperatures f o r  t h e  f a s t e r  hea t ing  rates. 
The apparent  non l inea r i ty  of response i n  the  low concent ra t ion  range 
(shown i n  Figure 6) may r e s u l t  from being f a r t h e r  away from the  maximum 
po in t  of t he  desorp t ion  curve i n  t h e  stepped temperature operat ion.  There- 
f o r e ,  improving the  l i n e a r i t y  and increas ing  the  s e n s i t i v i t y  might b e  
poss ib le ,  by using the  m / e  28 peak a t  some h igher  temperature, poss ib ly  
200 t o  220 degrees  cent igrade ,  as the  measure of concentrat ion.  
The second l i n e  t h a t  appears i n  Figure 6 w a s  obtained a f t e r  some 
experiments w i th  hydrogen/oxygen mixtures which are descr ibed i n  t h e  
following sec t ion .  
Experiments wi th  Oxygen, Nitrogen and Hydrogen Mixtures 
Ef fec t s  of bulk gas composition on carbon monoxide determinat ion were 
inves t iga t ed  b r i e f l y .  The d i l u e n t  gases  used had t h e  following compositions: 
Hydrogen 1 004% 0.092% 
Nitrogen 37.687% 1.776% 
Oxygen 53 818% 97 605% 
Carbon d ioxide  7 e 377% 0.366% 
Argon 0.161% 
Blank va lues  on both test gases  showed r e l a t i v e l y  low m / e  28 background 
levels, comparable t o  those  observed with argon. Water (m/e  18)  i n t e n s i t i e s  
were high, p a r t i c u l a r l y  f o r  mixture number one, which has  t h e  higher  hydro- 
gen content .  The gas mixtures  are dry;  the water, t he re fo re ,  arises from 
r e a c t i o n  of hydrogen and oxygen on the  su r face  of t he  sorbent.  This is 
proven by the  f a c t  t h a t  t h e  water i n t e n s i t y  i s  lower i n  t h e  mixture con- 
t a i n i n g  t h e  smaller amount of hydrogen. 
pressure  f o r  mixture  number one w a s  high enough t o  depress  t h e  argon s i g n a l ,  
i nd ica t ing  t h a t  t he  m a s s  spectrometer leak w a s  a t  pressures  i n  the  range 
f o r  v i scous  flow. Pressures  i n  t h e  i n l e t  system w e r e  w e l l  i n  excess of 300 
microns i n i t i a l l y .  The e f f e c t  w a s  smaller wi th  mixture  number two. High 
values  f o r  carbon d ioxide  w e r e  a l s o  observed i n  the  i n i t i a l  mass scan;  a l l  
subsequent va lues  were very  low, 
The i n i t i a l  w a t e r  desorp t ion  
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When these  gas mixtures w e r e  used t o  d i l u t e  t he  s tandard carbon mon- 
oxide mixture i n  n i t rogen ,  t h e  w a t e r  desorp t ion  pressures  w e r e  reduced, 
although f o r  mixture  number one t h e  pressures  w e r e  s t i l l  high enough t o  
depress  the  argon peak. 
Carbon monoxide (m/e 28) desorpt ion curves f o r  samples d i l u t e d  wi th  t h e  
test gases  are shown i n  Figures  7 and 8 toge ther  wi th  the  desorp t ion  curves 
f o r  comparable concent ra t ions  of carbon monoxide i n  air .  A sample of 
carbon monoxide d i l u t e d  wi th  w a t e r  s a tu ra t ed  a i r  w a s  t e s t ed  f o r  comparison 
wi th  t h e  da t a  shown i n  Figures  7 and 8. The desorp t ion  curves f o r  t h i s  
sample are shown i n  Figure 9. 
i t  seems t h a t  t he  s h i f t  i n  t he  carbon monoxide desorp t ion  curve may rea- 
sonably be  ascr ibed  t o  the  e f f e c t s  of sorbed w a t e r .  Whether t he  e f f e c t  is 
due t o  p r e f e r e n t i a l  so rp t ion  of water a t  high concentrat ion t o  the  exclusion 
of carbon monoxide o r  t o  some t o t a l  p ressure  e f f e c t  on the  desorp t ion  of 
carbon monoxide, cannot b e  e s t ab l i shed  from t h e  a v a i l a b l e  da t a .  However, 
i f  i t  i s  due t o  a t o t a l  p ressure  e f f e c t ,  e l imina t ing  the  problem might be 
poss ib l e  by using a longer  precut  t i m e  o r  a s l i g h t l y  higher temperature 
during precut .  I f  t he  e f f e c t  i s  due to  p r e f e r e n t i a l  so rp t ion  of water, t he  
problem can be  el iminated by the use of a sorbent  t o  scrub w a t e r ,  b u t  t h i s  
w i l l  n o t  be  e f f e c t i v e  f o r  samples containing hydrogen. 
samples w i l l  normally conta in  water, bu t  probably no t  much hydrogen, the  
problem appears t o  b e  so lvable  b u t  may r equ i r e  some add i t iona l  development 
e f f o r t .  
Conparing the  t h r e e  sets of desorp t ion  curves,  
Since test gas 
I n  order  t o  e s t a b l i s h  whether the  use  of t h e  test gases  containing 
hydrogen and high concent ra t ions  of  oxygen had changed the  sorbent  char- 
acterist ics,  a series of measurements of carbon monoxide were made i n  the  
stepped temperature mode. These d a t a  are shown i n  the  second ha l f  of 
Table 4 ,  and as the  dashed l i n e  i n  Figure 6. There i s  an  apparent  drop i n  
s e n s i t i v i t y  of about twenth percent  maximum. Whether t h i s  i s  t o  be a t t r i -  
buted t o  the  e f f e c t  of hydrogen o r  water on the  sorbent  remains t o  be  
es tab l i shed .  
Summary of Scrubber Tests 
The palladium-charcoal sorbent  used t o  concent ra te  carbon monoxide w i l l  
have so rp t ion  c a p a b i l i t i e s  f o r  o the r  organic  compounds as w e l l ;  and providing 
f o r  removal of these  compounds from the  sample gas stream is necessary be- 
f o r e  i t  encounters t h e  palladium-charcoal sorbent .  Any compound t h a t  has 
a fragment m a s s  peak i n  the  mass range from 26 t o  30 r ep resen t s  a p o t e n t i a l  
i n t e r f e rence  f o r  t h e  determinat ion of carbon monoxide wi th  t h e  e x i s t i n g  
Two Gas Analyzer. 
o rganic  compounds. 
t i v e l y  t o  avoid in t e r f e rence  wi th  the  carbon monoxide determination. 
This  range w i l l  inc lude  almost t h e  e n t i r e  spectrum of 
The scrubber must be capable  of removing these  effec-  
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I n  t h e  Laboratory Contaminant Sensor development program, charcoa l  w a s  
used as a sorbent  f o r  t h e  lower molecular weight organic compoundss which are 
not r e t a ined  on Porapak Q; and i t  w a s  a n t i c i p a t e d  t h a t  t h i s  would prove t o  be 
a s a t i s f a c t o r y  scrubber material f o r  most organics .  Of p a r t i c u l a r  concern, 
however, w e r e  the low molecular weight hydrocarbon gases,  ethane and e thyl -  
ene, s i n c e  these  two compounds both have base peaks a t  m / e  28. Ethylene i s  
expected t o  have so rp t ion  c h a r a c t e r i s t i c s  f a i r l y  similar t o  those of carbon 
monoxide, which i s  not  r e t a ined  t o  any s i g n i f i c a n t  e x t e n t  on charcoal a t  
ordinary temperatures. The test program w a s  devoted t o  eva lua t ing  scrubber 
material f o r  t hese  two gases. 
Three sorbent  materials were t e s t e d  i n  the  program: Molecular Sieve 
4A, Charcoal and Carbosieve B. 
material which is repor ted  t o  have r e l a t i v e l y  long r e t e n t i o n  t i m e s  f o r  
e thylene  and ethane, bu t  s h o r t  r e t e n t i o n  f o r  carbon monoxide. Scrubbers 
f o r  w a t e r  w e r e  not s p e c i f i c a l l y  inves t iga t ed ,  bu t  t h e  e f f e c t  of t h e  scrub- 
be r s  t e s t e d  on the  w a t e r  content of t he  gas sample w a s  noted. 
The la t te r  sorbent i s  a chromatographic 
A test  gas mixture conta in ing  100 p a r t s  per m i l l i o n  each of e thylene  
and ethane i n  n i t rogen  w a s  used t o  eva lua te  the scrubber. The so rp t ion  of 
t h i s  test gas mixture on palladium-charcoal w a s  determined i n i t i a l l y  using 
t h e  t h r e e  inch  c e l l  i n  t h e  l i n e a r  temperature program mode of opera t ion  
(4"C/min program). 
blank and carbon monoxide samples were checked. The response t o  carbon 
monoxide w a s  somewhat erratic and the  system exhib i ted  higher s e n s i t i v i t y  
than previously.  The argon l eak  rate of t he  va lve  had increased and m / e  28 
background va lues  were h igher  than previously.  
t h a t  some change had occurred both i n  t h e  m a s s  spectrometer l e a k  charac te r -  
ist ics and the  valve system. However, i t  w a s  believed t h a t  v a l i d  r e s u l t s  
would be obtained on scrubber performance and no attempt w a s  made t o  op- 
t imize system performance, s ince  t h i s  could poss ib ly  involve purchase of 
new valves. 
P r i o r  t o  tests wi th  t h e  ethylene-ethane mixture, n i t rogen  
These observations suggested 
Desorption of e thylene  and ethane from t h e  palladium-charcoal sorbent 
i s  shown i n  Figure 10. Both e thylene  and ethane desorb almost immediately 
from the c e l l  a t  the  s t a r t  of the temperature program. A t  low concentra- 
t i o n s ,  removing a l l  of t h e s e  compounds might be poss ib l e  i n  the  p recu t ,  o r  
r a p i d l y  enough i n  t h e  stepped temperature mode, so t h a t  they would no t  
i n t e r f e r e  wi th  carbon monoxide determination. 
Scrubber cells w e r e  prepared from s ix  inch  s e c t i o n s  of one-eighth inch  
x 0.010 inch  s t a i n l e s s  steel tubing. They w e r e  packed wi th  weighed amounts 
of sorbent and equipped wi th  one-eighth t o  one-sixteenth inch Swagelok re- 
ducing unions which permit ted them to  be i n s e r t e d  i n  the  one-sixteenth inch 
sample l i n e .  
150 mesh screen  i n s e r t e d  between t h e  end of the  tube and the  f i t t i n g .  
Weights of sorbent i n  t h e  scrubber c e l l s  are shown i n  Table 5 .  
The sorbent  w a s  r e t a ined  i n  the  c e l l  with s m a l l  s ec t ions  of 
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TABLE 5.- SCRUBBER CELLS 
Sorbent Weight (gms) 
Charcoal M I - 1  0.395 
Molecular Sieve 4A 0 a 600 
Carbosieve B 0.125 
Scrubber cel ls  were conditioned by hea t ing  a t  300 degrees cent igrade 
under helium flow f o r  two t o  t h r e e  hours. The cel ls  w e r e  t e s t e d  f o r  reten- 
t i o n  of carbon monoxide a t  concent ra t ions  i n  t h e  range of twenty t o  t h i r t y  
p a r t s  p e r  m i l l i o n  us ing  t h e  Monoxor i n d i c a t o r  tubes t o  de t ec t  carbon monox- 
i d e  i n  t h e  e f f l u e n t  gas. For Molecular Sieve 4A and Charcoal, t h e  r e t e n t i o n  
volume w a s  very low, less than t h i r t y  cubic  cent imeters ,  o r  about t h e  volume 
t h a t  would pass  through t h e  ce l l  i n  the  t i m e  required t o  sample t h e  e f f l u e n t  
gas through t h e  i n d i c a t o r  tubes.  For Carbosieve B,  t h e  r e t e n t i o n  volume w a s  
s l i g h t l y  l a r g e r ,  on t h e  order  of f o r t y  t o  for ty- f ive  cubic  cent imeters .  
Retent ion of carbon monoxide is  low enough on these  sorbents  t h a t  they may 
be  considered f o r  t h e  scrubber c e l l  app l i ca t ions .  
T e s t s  of the  capac i ty  of t hese  sorbents  w e r e  c a r r i e d  out  by passing 
a measured volume of t he  test gas  mixture  through the  scrubber c e l l  and 
i n t o  t h e  Carbon Monoxide Accumulator C e l l  System. The sample of gas  i n  
the  carbon monoxide c e l l  w a s  desorbed under vacuum i n  the  l i n e a r  (4"C/min) 
temperature mode; precut  t i m e  w a s  two minutes. 
Molecular Sieve 4A r e t a ined  e thylene  bu t  no t  e thane from a 180 cubic  
cent imeter  sample of t he  test  gas.  Charcoal r e t a ined  ethane from a sample 
volume of 300 cubic  cent imeters ;  e thylene breakthrough f o r  charcoal  occurs  
a t  less than 300 cubic  centimeters. 
and ethane from a 180 cubic cent imeter  volume. Ethane does n o t  break 
through u n t i l  a volume of a t  least  280 cubic  cent imeters  has  passed through 
t h e  s ix  inch cell ;  e thylene  breakthrough occurs between 180 and 280 cubic  
cent imeters  of t he  test  gas  mixture.  
Carbosieve B r e t a i n s  both  ethylene 
The r e s u l t s  i n d i c a t e  t h a t  compounds which might i n t e r f e r e  with the  
determinat ion of carbon monoxide can be removed from the  gas  sample without  
s i g n i f i c a n t l y  a l t e r i n g  the  carbon monoxide conten t  of t he  sample. Break- 
through volumes f o r  e thylene  and ethane are comparable t o  the  sample volume 
used t o  e s t a b l i s h  the  s e n s i t i v i t y  t o  carbon monoxide s o  t h a t  t hese  sorbents  
should prove s a t i s f a c t o r y  f o r  t he  scrubber cells. 
are expected t o  be more s t rong ly  sorbed on these  sorbents .  
Other organic  compounds 
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Also, i n  the p a r t i c u l a r  case of e thylene  o r  ethane, a longer precut  
could probably be  used t o  remove t h e m  from the  palladium-charcoal cell  s i n c e  
they are not  as s t rong ly  r e t a ined  as carbon monoxide. However, assuming t h a t  
t h e  concent ra t ions  of organic  contaminants i n  t h e  samples t o  be analyzed are 
s i g n i f i c a n t ,  using a combination of sorbents  f o r  t he  scrubber f o r  t he  f i n a l  
system w i l l  be necessary; one scrubber material, p a r t i c u l a r l y  f o r  ethane o r  
ethylene,  e i t h e r  Molecular Sieve 4A o r  Carbosieve B, and charcoal f o r  the 
higher molecular weight organics.  Both Molecular Sieve 4A and Charcoal are 
e f f e c t i v e  i n  r e t a i n i n g  water a t  the r e l a t i v e l y  low concent ra t ion  present  i n  
the test gas mixtures. The da ta  obtained i n  these  l imi t ed  tests i n d i c a t e  
t h a t  devis ing  a scrubber system t h a t  w i l l  e f f e c t i v e l y  remove contaminants 
t h a t  are p o t e n t i a l  i n t e r f e r e n c e s  wi th  carbon monoxide determinat ion w i l l  be 
poss ib l e  e 
Carrier Gas Mode of Operation 
P a r t  of t he  e f f o r t  on t h i s  program w a s  d i r e c t e d  toward i n v e s t i g a t i n g  
the  s e n s i t i v i t y  f o r  carbon monoxide d e t e c t i o n  which could be achieved using 
an i n l e t  l e a k  designed t o  opera te  a t  atmospheric pressure .  
s e n s i t i v i t y  could be obtained, the Carbon Monoxide Accumulator C e l l  could 
be in t e r f aced  d i r e c t l y  wi th  the Mass Spectrometer Atmospheric Sensor i n  a 
r e l a t i v e l y  simple and, i n  terms of weight and power, e f f i c i e n t  manner. 
However, s i n c e  t h e  i n l e t  l e a k s  d i f f e r  i n  conductance by a f a c t o r  of 15,000 
( the vacuum l e a k  has a conductance of 0.15 cc /sec  and t h e  atmosphere l eak ,  
1 x 10-5 cc / sec ) ,  t he  peak pressure  on desorp t ion  must be increased by t h e  
same amount i n  order t o  achieve t h e  same s e n s i t i v i t y .  According t o  t h e  
model derived t o  desc r ibe  t h e  desorp t ion  process,  an inc rease  i n  peak pres- 
s u r e  can be achieved by decreasing t h e  pump out  o r  flow rate and increas ing  
the  hea t ing  rate. This experimental e f f o r t  w a s  undertaken t o  test t h e  
c a r r i e r  gas mode of ope ra t ion  and t o  explore t h e  s e n s i t i v i t y  t h a t  can be 
achieved wi th in  p r a c t i c a l  l i m i t a t i o n s .  
I f  adequate 
The low conductance l e a k  described earlier w a s  i n s t a l l e d  i n  t h e  mass 
spectrometer,  and t h e  flow p a t t e r n  i n  the  test system w a s  changed f o r  
c a r r i e r  gas opera t ion  as shown i n  Figure 11. Carrier gas flow rate  w a s  
regula ted  by t h e  needle  valve wi th  upstream pressure  con t ro l l ed  by a low 
pressure  r egu la to r .  
gas l i n e  f i l t e r s ,  During several weeks of opera t ion ,  t he  l e a k  conductance 
remained e s s e n t i a l l y  cons tan t ,  as indica ted  by the  carrier gas m a s s  spectrom- 
eter s i g n a l .  Argon w a s  used as carrier gas i n  most of t he  tests; helium w a s  
used i n  some later experiments. 
rier gas flowing through t h e  system are shown i n  Table 6. 
A l l  gas l i n e s  were equipped wi th  0.22 micron Mi l l i po re  
Typical background levels wi th  argon car- 
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TABLE 6.- BACKGROUND VALUES FOR ARGON 
WITH LOW CONDUCTANCE LEAK 
*Hig 
Component In t ens i ty*  
Argon 
Nitrogen 
Oxygen 
55,000 
120 
20 
Sens i t iv - ty  Divis ions a t  Microamps 
Based on an  ambient pressure  of 730 t o r r ,  t he  m a s s  spectrometer sensi-  
t i v i t y  i s  ca l cu la t ed  t o  b e  75.5 d i v i s i o n s  per  t o r r  f o r  argon. The n i t rogen  
levels are about equvalent t o  t h e  analyzer  background level wi th  an  evacu- 
a ted  i n l e t  system and a high conductance leak.  
I n i t i a l  experiments w e r e  performed wi th  gas samples containing carbon 
monoxide a t  concentrat ions of 115 p a r t s  per  m i l l i o n  o r  less. The t h r e e  
inch accumulator ce l l  previously descr ibed w a s  employed and samples of gas  
up t o  those requi red  t o  s a t u r a t e  t h e  c e l l  w e r e  t e s t ed .  Both l i n e a r  and 
stepped temperature programming w e r e  t e s t ed .  Flow rates of argon from one 
t o  t h r e e  cubic  cent imeters  per  minute were used. It w a s  e s t ab l i shed  t h a t  
sample gas from the  cell .  I n  genera l ,  t he  r e s u l t s  obtained on desorp t ion  
w e r e  discouraging. However, a s m a l l  s i gna l ,  which appeared t o  be  due t o  
carbon monoxide desorp t ion  w a s  obtained i n  one experiment i n  which the  ce l l  
w a s  nea r ly  s a t u r a t e d  wi th  carbon monoxide a t  115 p a r t s  per  mi l l i on .  
r e s u l t  w a s  obtained using the  four  degree Centigrade per  minute l i n e a r  
temperature program and an argon flow rate of one and three- tenths  cubic  
cent imeters  p e r  minute. The s i g n a l  w a s  approximately 30 d i v i s i o n s  a t  t h e  
peak above the  m / e  28 background level of 120 d i v i s i o n s  and spread over a 
wide range of temperature,  bu t  i t  w a s  d i s t i ngu i shab le  by comparison wi th  a 
blank sample which d id  no t  conta in  carbon monoxide. 
t 
E i a f i v e  cubic  cent imeter  volume of argon w a s  s u f f i c i e n t  t o  remove bulk 
This 
Stopped flow desorp t ion  techniques w e r e  a l s o  inves t iga ted .  I n  these  
experiments, a f t e r  an  i n i t i a l  purge with argon t o  remove the  bulk sample 
gas ,  t h e  argon flow w a s  stopped and t h e  gas exi t  w a s  capped while  the  c e l l  
w a s  heated t o  a prese lec ted  temperature, 180 o r  250 degrees cent igrade.  
When t h e  se l ec t ed  temperature w a s  reached, t h e  e x i t  l i n e  w a s  opened and 
argon purge flow s t a r t e d  t o  t r anspor t  desorbed carbon monoxide from the  
c e l l  t o  the  leak. Resul t s  obtained wi th  t h i s  technique were erratic and 
no p o s s i t i v e  evidence f o r  a carbon monoxide desorp t ion  peak w a s  obtained. 
15 
NASA CR-111855 
I n  order  t o  e s t a b l i s h  whether t he  d i f f i c u l t i e s  w e r e  assoc ia ted  wi th  the  
mode of opera t ion  o r  w i th  the  carbon monoxide palladium-charcoal system and 
t h e  r e l a t i v e l y  high instrument background level*k,, two sets of experiments 
were undertaken. I n  the  f i r s t ,  t h e  system performance w a s  evaluated f o r  
another contaminant-sorbent p a i r ;  i n  t h e  second set of experiments, t he  
carbon monoxide conten t  of the system w a s  increased by use of a l a r g e r  c e l l  
and higher concent ra t ions  of carbon monoxide i n  t h e  test  gas. The r e s u l t s  
of t he  f i r s t  set  of experiments i s  described i n  the  following sec t ion ;  t h e  
r e s u l t s  obtained wi th  higher carbon monoxide concent ra t ions  are described i n  
a later paragraph e n t i t l e d :  
Monoxide (Page 18). 
Tests wi th  Higher Concentrations of Carbon 
Benzene-Porapak Q Experiments.- The Benzene-Porapak Q sorbate-sorbent 
system w a s  chosen f o r  experiments t o  check on the system performance f o r  
s eve ra l  reasons.  The desorp t ion  temperature of Benzene on Porapak Q esta- 
b l i shed  i n  the  Laboratory Contaminant Sensor development program i s  roughly 
comparable t o  the  carbon monoxide palladium-charcoal system. Benzene i s  a 
compound f o r  which the  mass spectrometer has a r e l a t i v e l y  high s e n s i t i v i t y  
and the  background a t  the  parent  mass, m / e  78, i s  no t  d e t e c t a b l e  i n  the  
e x i s t i n g  instrument.  Also, t he re  is cons iderable  d a t a  a v a i l a b l e  f o r  Benzene 
so rp t ion  on Porapak Q ,  both from t h e  earlier programs and from gas chromato- 
graphic l i t e r a t u r e .  
A Porapak Q cel l ,  cons i s t ing  of a t h r e e  inch s e c t i o n  of s t a i n l e s s  steel  
tubing one-eighth inch  OD x 0.010 inch  w a l l ,  conta in ing  130 mil l igrams of 
Porapak Q,  w a s  prepared and conditioned by passing helium through i t  a t  a 
temperature of 230 degrees cent igrade  f o r  s i x  hours. This c e l l  w a s  a t tached  
t o  the  valve u n i t  i n  p l ace  of t h e  palladium-charcoal c e l l .  Samples ranging 
from 100 t o  550 cubic  cent imeters  of a test gas mixture  containing Benzene a t  
a repor ted  concent ra t ion  of 109 p a r t s  per m i l l i o n  w e r e  passed through the  
cel l .  The stopped flow-rapid hea t ing  regime w a s  followed during desorption. 
The schedule of opera t ions  i s  shown i n  Table 7. 
Af te r  about one and one-half minutes wi th  argon flowing through the  
c e l l ,  Benzene is  de tec ted  i n  the e f f l u e n t  gas;  the Benzene concent ra t ion  
increases  t o  a maximum and decreases t o  near zero i n  about f i v e  minutes. 
Desorption curves are shown i n  Figure 1 2  and the  response of t he  system t o  
var ious  amounts of Benzene are shown i n  Figure 13. The c e l l  w a s  no t  satu- 
r a t e d  wi th  Benzene a t  t h e  h ighes t  sample volume t e s t e d .  I n  one experiment, 
an argon flow of fou r  cubic centimeters per minute w a s  used during t h e  
hea t ing  i n t e r v a l ;  t h e  Benzene m / e  78 i n t e n s i t y  i n  t h i s  experiment w a s  s i x t y  
percent  of t h a t  observed i n  a stopped flow experiment wi th  t h e  s a m e  amount 
*The a c t u a l  background level i n  the  instrument i s  no t  much higher than 
t h a t  p re sen t  i n  t h e  vacuum desorp t ion  experiments, bu t  because t h e  
l e a k  conductance i s  low, t h e  e f f e c t i v e  background level i s  much h igher .  
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of sample. 
ope ra t e  success fu l ly  i n  s i t u a t i o n s  where t h e  v a r i a t i o n s  i n  background levels 
are n o t  a f a c t o r  and t h a t  t h e  system using the  atmospheric l e a k  i s  capable  
of a f a i r  degree of s e n s i t i v i t y .  
The da ta  demonstrated t h a t  t h e  stopped flow technique could 
TABLE 7.- BENZENE DESORPTION OPERATION 
T i m e  (min) Operation 
0- 5 Sample 
5-12 Sweep bu lk  gas from system wi th  argon 
12  Close gas  e x i t ,  s top  argon flow, s tar t  hea t ing  
15.5 C e l l  temperature a t  23OOC 
t i  ~. 15.5 - 20 Monitor f o r  benzene 
20 Open gas  e x i t ,  s ta r t  argon flow a t  approxi- 
mately 4 cc/min. Monitor m / e  78. 
The amount of Benzene recovered w a s  ca l cu la t ed  from the  area (area 
ca l cu la t ed  as the  product of peak he ight  by t h e  half-heighth width) under 
t h e  desorp t ion  curve and the  flow rate of carrier gas ,  using an  estimate 
of t h e  s e n s i t i v i t y  of  t he  mass spectrometer t o  Benzene der ived from pub- 
seventy percent  more Benzene than shown i n  t h e  ana lys i s .  Furthermore, 
on ca l cu la t ing  t h e  relative Benzene peak pressure  produced p e r  micro- 
l i ter  of Benzene sorbed, no te  t h a t  t he  peak pressure  i s  increased by a 
f a c t o r  of 800 over t h a t  observed wi th  t h e  vacuum technique used i n  t h e  
Laboratory Contaminant Sensor s tud ie s .  For example, i n  ear l ier  work, an 
average peak va lue  of 335 high s e n s i t i v i t y  d i v i s i o n s  were observed per  
m i c r o l i t e r  of Benzene vapor when t h e  instrument s e n s i t i v i t y  yielded a s i g n a l  
of 1000 high s e n s i t i v i t y  d i v i s i o n s  per  micron of  n i t rogen  i n  a i r .  This is  
equiva len t  t o  a peak pressure  of 0.21 microns per  m i c r o l i t e r  of Benzene 
sorbed. I n  c o n t r a s t ,  i n  t h e  s m a l l  ce l l  system a va lue  of 22.2 high sensi-  
t i v i t y  d i v i s i o n s  pe r  m i c r o l i t e r  of Benzene sorbed i s  observed when the  
instrument s e n s i t i v i t y  i s  55,000 d i v i s i o n s  pe r  atmosphere (740,000 microns 
ambient pressure)  of argon. 
l i ter  of Benzene sorbed o r  a f a c t o r  of 300/0.21, o r  1430 increase i n  the  
peak pressure.  
of Benzene ca l cu la t ed  from the  desorp t ion  curve and t h a t  ind ica ted  by the  
test sample vendor, t h i s  f a c t o r  i s  reduced t o  800. This r ep resen t s  a 
s i g n i f i c a n t  i nc rease  i n  the  p re s su re  a t  t h e  peak of t h e  desorp t ion  curve.  
I 
2 l i s h e d  data .  These ca l cu la t ions  i n d i c a t e  t h a t  t he  sample contained about 
This is equiva len t  t o  300 microns per  micro- 
I f  allowance is  made f o r  t h e  d i f f e rence  between t h e  amount 
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An estimate of t he  expected carbon monoxide s e n s i t i v i t y  i n  t h i s  opera- 
Calculating the  peak p res su re  f o r  carbon 
Assuming the  same peak enhancement f a c t o r  of 800 i n  
t i o n  mode can be made by comparing t h e  earlier measurements of s e n s i t i v i t i e s  
f o r  Benzene and carbon monoxide. 
monoxide from t h e  earlier (NAS1-8258) da ta ,*  a va lue  of 0.064 microns per  
m i c r o l i t e r  is  obtained. 
t h e  slow flow desorp t ion  technique, t he  ca l cu la t ed  peak p res su re  i s  51.2 
microns per  m i c r o l i t e r  of carbon monoxide sorbed and, taking i n t o  account 
t he  d i f f e r e n c e  i n  source s e n s i t i v i t y  f o r  argon and carbon monoxide, t he  ca l -  
cu la ted  peak s i g n a l  f o r  carbon monoxide i n  t h e  test  system i s  approximately 
th ree  and three- ten ths  d i v i s i o n s  per m i c r o l i t e r .  A t  s a t u r a t i o n  a t  100 p a r t s  
per  m i l l i o n  carbon monoxide, the th ree  inch accumulator c e l l  has approxi- 
mately 28 m i c r o l i t e r s  of carbon monoxide, which should y i e l d  a s i g n a l  of 92 
d i v i s i o n s  a t  the peak. This i s  about a f a c t o r  of t h r e e  h igher  than the  
s i g n a l  observed i n  i n i t i a l  experiments. One d i f f e r e n c e  between t h e  two 
cases ,  i s  t h e  f a c t  t h a t  t h e  d a t a  f o r  Benzene i s  obtained a t  less than  satu- 
r a t i o n  l e v e l .  The estimate f o r  carbon monoxide is  f o r  a sa tu ra t ed  cel l  and 
neg lec t s  l o s s e s  t h a t  may occur i n  the prepurge, which w i l l  be  g r e a t e r  f o r  
s a t u r a t i o n  samples than f o r  less than s a t u r a t i o n  l e v e l .  A reasonable con- 
c lus ion  the re fo re ,  i s  t h a t  the f a i l u r e  t o  o b t a i n  p o s i t i v e  r e s u l t s  i n  the  
i n i t i a l  tests i s  the  r e s u l t  of the low amounts of carbon monoxide i n  the  
test cell.  
A t  t h e  conclusion of t hese  experiments, t h e  palladium-charcoal cel l  
w a s  replaced on the  system and tests wi th  carbon monoxide i n  n i t rogen  a t  123 
p a r t s  per m i l l i o n  w e r e  repeated using the technique employed i n  t h e  Benzene 
experiments. Again, t h e r e  w a s  no s i g n a l  which could d e f i n i t e l y  be  a t t r i -  
buted to  carbon monoxide; t he  m / e  28 i n t e n s i t y  w a s  v a r i a b l e  f o r  blank a i r  
samples and, a l s o ,  f o r  samples containing carbon monoxide. 
One sample of pure  carbon monoxide w a s  t e s t e d  and t h i s  gave a very 
l a r g e  s i g n a l  which appeared as soon as the argon flow w a s  s t a r t e d .  This 
conformed t h e  conclusion t h a t  t h e  d i f f i c u l t i e s  i n  de t ec t ing  carbon monoxide 
were due t o  too low a sample concentration. 
Tests With Higher Concentrations of Carbon Monoxide.- A l a r g e r  accumu- 
l a t o r  c e l l  conta in ing  a 0.425 gram of Batch 4 palladium-charcoal w a s  made 
from a s i x  inch  s e c t i o n  of one-eighth inch  x 0.010 inch  w a l l  s t a i n l e s s  steel 
tubing and i n s t a l l e d  i n  t h e  test device a f t e r  prel iminary conditioning. 
This cell  was  t e s t e d  wi th  gas samples conta in ing  h igher  concent ra t ions  of 
carbon monoxide; t he  test gas samples are l i s t e d  i n  Table 8. 
*NASA CR-66826, F ina l  Report Laboratory Contaminant Sensor System 
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TABLE 8.- TEST GAS SAMPLES 
Carbon Monoxide Bulk 
Gas - Concentration (ppm) 
123 Nitrogen 
1020 Nitrogen 
5150 Argon 
For the  experiments described i n  t h i s  s e c t i o n  t h e  test gas mixtures  
w e r e  d i l u t e d  wi th  argon o r  n i t rogen  i n  t h e  Matheson G a s  Proport ioner  t o  
y i e l d  t h e  des i r ed  concent ra t ion  level. 
t he  ce l l  w e r e  determined by monitoring t h e  e f f l u e n t  gas wi th  the  Carbon 
Monoxor f o r  carbon monoxide. The t i m e  period and the flow rate w e r e  t he  
b a s i s  f o r  c a l c u l a t i n g  the  volume requi red  t o  s a t u r a t e  the  c e l l  a t  a given 
concentration. 
Sample volumes which would s a t u r a t e  
Equilibrium cons tan ts  ca l cu la t ed  from t h e  measured s a t u r a t i o n  va lues  
i n  these  experiments are shown f o r  comparison i n  Figure 23 on t h e  l i n e  
labe led  " s m a l l  ce l l  data". The s a t u r a t i o n  level i n  t h e  s m a l l  s i x  inch  c e l l  
appears t o  be  approximately f o r t y  percent  lower than observed wi th  t h e  
Laboratory Contaminant Sensor type cells. While t h i s  d i f f e r e n c e  i n  capa- 
c i t y  might be due t o  real  d i f f e r e n c e s  i n  sorbent  conditioning, it is more 
l i k e l y  due t o  measurement inaccuracy r e s u l t i n g  from t h e  r e l a t i v e l y  f a s t  
l i n e a r  v e l o c i t y  of gas through t h e  s m a l l  cell .  
'i 
/ 
I n i t i a l  experiments w e r e  performed i n  t h e  stopped flow, r ap id  hea t ing  
mode of operation. Af te r  an i n i t i a l  prepurge, t h e  argon flow i s  stopped 
by c los ing  t h e  needle  valve,  t he  e x i t  from the  l e a k  f l ange  capped, and the  
cel l  r a p i d l y  (about 3 minutes) heated t o  270 degrees cent igrade .  The e x i t  
l i n e  is  opened and argon flow s t a r t e d  immediately. 
r a t e d  wi th  carbon monoxide a t  concent ra t ions  of about 550 p a r t s  per m i l l i o n  
( i n  argon), a response t o  carbon monoxide w a s  de t ec t ed ,  which s t a r t e d  as 
soon as t h e  argon flow w a s  s t a r t e d .  I n  t h i s  mode of opera t ion ,  however, 
e s t a b l i s h i n g  a base l i n e  f o r  m / e  28 w a s  d i f f i c u l t ,  because of what appeared 
t o  be a p res su re  inc rease  i n  t h e  system due t o  cel l  heating. 
the mode of ope ra t ion  was  switched t o  a continuous slow flow of argon 
during t h e  hea t ing  cycle.  
With the  c e l l  satu- 
Accordingly, 
An attempt w a s  made t o  maximize t h e  response by varying the  flow rate  
and t h e  hea t ing  rate. 
examined, bu t  t he  r e s u l t s  w e r e  too erratic t o  permit a choice of optimum 
Both peak area and peak he ight  c o r r e l a t i o n s  w e r e  
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condi t ions.  Therefore,  a set of opera t ing  condi t ions  w a s  s e l ec t ed  some- 
what a r b i t r a r i l y  and a series of determinat ions performed t o  eva lua te  t h e  
s e n s i t i v i t y .  The r e s u l t s  of th is  set of experiments i s  shown i n  Figure 1 4  
(peak he igh t )  and Figure 15 (area). 
Some experiments w e r e  performed using helium as a carrier gas  with t h e  
c e l l  s a t u r a t e d  wi th  carbon monoxide a t  a concent ra t ion  of e i t h e r  1020 o r  123  
p a r t s  pe r  mi l l i on .  
g r e a t e r  s e n s i t i v i t y  can b e  obtained using helium as a carrier gas.  
The peak he igh t  and t h e  area are doubled. Apparently 
Typical desorp t ion  curves f o r  t he  carrier gas  (helium) mode of opera- 
t i o n  are shown i n  Figures  16, 17, and 18. These curves were der ived from 
a series of i nd iv idua l  runs  f o r  each mass number monitored, s ince  e l u t i o n  
of the var ious  components occurs  too r a p i d l y  t o  permit scanning i n  t h i s  
system of operat ion.  The double-topped m / e  28 peak, which i s  f requent ly  
observed i n  t h e  vacuum experiments, w a s  noted (Figure 18) and, i n  add i t ion ,  
a t h i r d  peak w a s  noted a t  about 120 degrees  Centigrade i n  tests wi th  the 
mixture  containing 123  p a r t s  pe r  m i l l i o n  carbon monoxide i n  n i t rogen .  
Monitoring m / e  12  and 1 4  during desorp t ion  shows t h a t  t he  t h i r d  peak (12OOC) 
w a s  due t o  n i t rogen .  
The desorp t ion  c h a r a c t e r i s t i c s  of carbon d ioxide  and water are q u i t e  
d i f f e r e n t  i n  the  carrier gas mode compared t o  vacuum operat ion.  
d ioxide  desorbs a f t e r  carbon monoxide and water desorbs a f t e r  both of 
these  compounds. 
usua l ly  during precut ,  and water peaks a t  about 100 degrees Centigrade, 
depending on t h e  concentrat ion.  
Carbon 
I n  vacuum opera t ion  carbon d ioxide  comes o f f  immediately, 
Table 9 shows t h e  peak maximum i n t e n s i t y  observed i n  t h i s  series of 
experiments. These experiments w e r e  performed wi th  an  ion iz ing  cu r ren t  of 
s i x t y  microamperes in s t ead  of the usual  twenty microamperes, s o  t h a t  t h e  
peak i n t e n s i t y  va lues  are a f a c t o r  of t h r e e  l a r g e r  than i n  t h e  carbon mon- 
oxide d e t e c t i o n  experiments. 
Carbon d ioxide  va lues  f o r  t hese  experiments are invar iab ly  higher  i n  
t h e  samples containing carbon monoxide, which raises t h e  ques t ion  of 
whether carbon monoxide i s  being oxidized t o  carbon d ioxide  on the  sorbent .  
Comparisons of t he  amounts of carbon d ioxide  (as est imated from peak area) 
with t h e  amount of carbon monoxide not  recovered (CO recovered by area) 
do no t  y i e l d  convincing evidence f o r  carbon monoxide conversion, a l though 
the  p o s s i b i l i t y  i s  n o t  r u l e d  out .  
always obtained f o r  t he  f i r s t  samples analyzed. Subsequent runs are lower. 
On t h r e e  success ive  runs  on argon samples containing 5,150 p a r t s  p e r  
m i l l i o n  carbon monoxide, the carbon d ioxide  va lues  ranged from 1,550 t o  620 
The h ighes t  carbon d ioxide  va lues  are 
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d i v i s i o n s  a t  the  peak. The source of oxygen f o r  t he  oxida t ion  f o r  t hese  
argon samples is  debatable.  
l e f t  under helium, b u t  i t  may be  poss ib l e  t h a t  i n t e r m i t t e n t  exposure t o  
a i r  during sampling i s  s u f f i c i e n t  t o  rep len ish  a carbon oxide l a y e r  on 
the  su r face  of t h e  sorbent.  It is  a l s o  poss ib l e  t h a t  carbon dioxide is  
contained i n  the test  gas  mixtures t h a t  have no t  been analyzed f o r  t h i s  
component 
When the  c e l l  is  not  i n  use,  i t  is  genera l ly  
TABLE 9.- DESORPTION PEAK-MAXIMUM FOR OTHER 
COMPOUNDS PRESENT I N  THE SYSTEM 
Sample 
N i  t r o  g en 
123 pprn CO i n  n i t rogen  
Argon 
5150 ppm CO i n  Argon 
1000 ppm CO i n  Argon 
A i r  -
207 ppm CO i n  A i r / N 2  (4 : l )  
190 ppm CO i n  A i r / N 2  (4:1) 
87 ppm CO i n  A i r / N 2  (8:l) 
415 ppm CO i n  A i r / N 2  (2 : l )  
Nitrogen 
555 
510 
200 
n o t  
ob s ervab 1 e 
150 
450 
530 
520 
4 90 
570 
560 (sh) 
Component 
Carbon 
Monoxide 
0 
80 
-- 
4750 
1600 
0 
0 
1260 
790 
250 
1320 
Carbon 
Dioxide 
445 
210 
1384 
250 
1550 
950 
. 620 
3250 
2580 
960 
1280 
2150 
2170 
1690 
1900 
Water 
850 
1236 
-- 
240 
2000 
170 
The apparent ly  g r e a t e r  s e n s i t i v i t y  r e s u l t i n g  from opera t ion  wi th  
helium as a carrier gas  i n  comparison wi th  argon i s  somewhat d i f f i c u l t  t o  
understand. In gas chromatography using charcoa l  sorbents ,  i t  i s  repor ted  
i n  the  l i t e r a t u r e *  t h a t  argon causes  r e t e n t i o n  t i m e s  on charcoa l  t o  decrease 
relative t o  helium. This should l ead  t o  a sharpening of the  peaks and 
increased peak he ight  during desorpt ion.  The r e s u l t  obtained he re  i s  j u s t  
*Greene, S,A. and H.E. Roy, Anal. Chem. 29, 569 (1957) 
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t h e  opposi te .  
desorp t ion  temperature very much under the  v a r i e t y  of desorp t ion  condi t ions  
t e s t e d  argues f o r  some d i f f e r e n t  type of so rp t ion  process .  
The f a c t  t h a t  t he  carbon monoxide peak does n o t  change 
The conclusions from these  experiments are t h a t  opera t ion  under carrier 
gas flow does n o t  a f f o r d  s u f f i c i e n t  s e n s i t i v i t y  f o r  monitoring carbon mon- 
oxide a t  low concent ra t ions .  
SORBENT EXPERIMENTS 
I n  the  i n i t i a l  phase of t h i s  program some experiments were performed 
t o  adapt a chemical method f o r  determinat ion of carbon monoxide t o  the  
accumulator cel l  system t o  v e r i f y  the  mass spectrometer r e s u l t s .  
t i o n  of t hese  experiments i s  included i n  Appendix A. The r e s u l t s  obtained 
w e r e  inconclusive mainly because of d i f f i c u l t i e s  wi th  the  Carbon Monoxide 
Accumulator C e l l  a f t e r  i t s  i n i t i a l  test  wi th  t h e  system and, s ince  the  
chemical method was  n o t  funct ioning i n  an optimum manner, t h i s  p a r t  of t h e  
experimental  program w a s  discont inued i n  order  t o  pursue t h e  m a s s  spectrom- 
eter s tud ie s .  
A descrip- 
Sorbent Prepara t ion  Experiments 
Two new batches of palladium-charcoal were prepared t o  test t h e  repro- 
d u c i b i l i t y  of t h i s  sorbent  prepara t ion ,  s ince  experience w a s  l imi t ed  t o  t h e  
two samples prepared i n  t h e  Laboratory Contaminant Sensor development pro- 
grams. One batch w a s  prepared i n  t h e  s a m e  way as t h e  earlier batches and 
one w a s  prepared omi t t ing  n i t r i c  ac id .  
c e l l  w a s  made from each ba tch  of sorbent  and the  carbon monoxide so rp t ion  
c h a r a c t e r i s t i c s  were s tudied.  A d e s c r i p t i o n  of t h e  prepara t ions  and the  
cells  i s  presented i n  the  following paragraphs. The tests conducted wi th  
these  cells  are repor ted  i n  the  Carbon Monoxide Sorbent Experiments sub- 
s e c t i o n  on Page 23 .  
A Laboratory Contaminant Sensor type 
Sorbent Preparation.-  
Batch 3 Sorbent: Palladium ch lo r ide  (0.68 g, Research Inorganic  
Chemicals Pd-08, 99.5% PdC12) w a s  dissolved i n  0.2 N hydrochlor ic  a c i d  wi th  
heat ing.  The s o l u t i o n  w a s  cooled t o  room temperature and s i x  and eight-  
t en ths  grams of ac t iva t ed  coconut charcoa l  (Coast Engineering Corp., M I - 1 )  
added wi th  s t i r r i n g .  The mixture  w a s  allowed t o  s tand  over n igh t  and f i l -  
t e red  through a porous g l a s s  f i l t e r .  
water u n t i l  a f i l t r a t e  w a s  n e u t r a l  and a i r  dr ied .  
The charcoa l  w a s  washed wi th  d i s t i l l e d  
A sample of t h e  r e s u l t i n g  
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sorbent  was  packed i n  a g l a s s  tube and heated slowly under a slow flow of 
helium t o  375 degrees cent igrade  (temperature measured on t h e  ou t s ide  of 
t he  tube) .  
f i f t e e n  minutes and allowed t o  cool  under t h e  helium flow. 
The sample w a s  maintained a t  375 degrees cent igrade  f o r  
Batch 4 Sorbent: This sorbent  w a s  prepared from hydrated palladium 
ch lo r ide  (Research Inorganic  Chemical PD-21). A sample of one and two- 
t en ths  grams was  dissolved wi th  hea t ing  i n  seventy m i l l i l i t e r s  of water 
wi th  t h e  add i t ion  of seven-tenths of a cubic  cent imeter  of aqua r eg ia .  
(This prepara t ion  w a s  s i m i l a r  t o  t h a t  employed f o r  t he  o r i g i n a l  test 
sorbent . )  
w a s  added t o  the  f i l t r a t e .  The sorbent  w a s  separated by f i l t r a t i o n  and 
a i r  d r i ed .  
t o  375 degrees  cent igrade  under helium flow and maintaining t h i s  tempera- 
t u r e  f o r  twenty minutes. The sample w a s  allowed t o  cool  under helium flow. 
The s o l u t i o n  w a s  f i l t e r e d  and t e n  grams of M I - 1  charcoal  
A sample of t h i s  sorbent  w a s  conditioned by hea t ing  r a p i d l y  
During condi t ioning of t h e  sorbents ,  hydrochlor ic  ac id  is  evolved, and 
a t  375 degrees  cent igrade  carbon monoxide i s  a l s o  evolved. 
of carbon monoxide is not  de t ec t ab le  a t  temperatures below 250 degrees 
cent igrade.  
The evolu t ion  
C e l l  Description.-  The cells  w e r e  prepared from f i v e  inch  s e c t i o n s  of 
0.25 inch  OD x 0.025 inch  w a l l  s t a i n l e s s  steel tubing. 
t en ths  grams of Batch 4 sorbent .  The s o r b e n t w a s  r e t a ined  by a 150 mesh 
s t a i n l e s s  steel screen  i n s e r t e d  i n  t h e  Gyrolok f i t t i n g  on the  Hoke valves 
(4112 G 4 Y ) ,  which w e r e  used f o r  end c losures .  
Cajon VCR vacuum couplers  f o r  connection t o  the  Laboratory Contaminant 
Sensor i n l e t  system. A thermocouple w a s  a t tached  t o  t h e  cen te r  of t h e  
packed s e c t i o n  and t h e  e n t i r e  cel l ,  including t h e  valves, w a s  wrapped wi th  
in su la t ed  nichrome hea te r  w i r e ,  and g l a s s  wool and asbes tos  in su la t ion .  
Af te r  an  i n i t i a l  hea t ing  t o  250 degrees  cent igrade ,  the  Gyrolok f i t t i n g s  
w e r e  re t igh tened  and the  cel ls  appeared t o  be  leak-free i n  a l l  subsequent 
operat ions.  The cells  are shown i n  Figure 19. 
One w a s  packed with 
- \  one and two-tenths grams of Batch 3 sorbent  and t h e  o the r  w i th  one and thres-  
I 
I ,  
The c e l l s  w e r e  equipped wi th  
Carbon Monoxide Sorpt ion Experiments 
Carbon monoxide mixtures i n  a i r  were prepared by d i l u t i n g  a purchased 
mixture of carbon monoxide (115 ppm) i n  n i t rogen  with a i r  using a Matheson 
gas  propor t ioner  u n i t .  
f i f t y  p a r t s  per  m i l l i o n  w e r e  t e s t ed .  
w e r e  passed through t h e  c e l l  and so rp t ion  of carbon monoxide w a s  v e r i f i e d  
by monitoring t h e  e f f l u e n t  gas  wi th  a Monoxor, a carbon monoxide test 
device employing a co lo r ime t r i c  r eac t ion .  
Three concent ra t ions  i n  the  range from e igh t  t o  
Three l i t e r  samples of t hese  mixtures 
The charged cells w e r e  a t tached  
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to  the i n l e t  system of t h e  m a s s  spectrometer (see Figure 20) and r e s i d u a l  
a i r  was  p recu t  from the  sample i n  t h e  usua l  manner. 
t he  desorbed gas pumped p a s t  t he  i n l e t  l e a k  of the m a s s  spectrometer i n  t h e  
manner described i n  earlier r e p o r t s .  
C e l l s  w e r e  heated and 
I n  i n i t i a l  experiments, a hea t ing  rate of s i x  and four  t en ths  degrees 
cent igrade  per minute was  employed. The carbon monoxide peak f o r  both test 
cells occurred a t  temperatures i n  excess of 230 degrees cent igrade ,  o r  some 
f i f t y  to  seventy degrees cent igrade  higher than previously noted wi th  t h e  
o r i g i n a l  c e l l .  Using a slower hea t ing  rate, four degrees cent igrade  p e r  
minute, t h e  peak desorp t ion  temperature f o r  t he  Batch 4 sorbent c e l l  w a s  
s h i f t e d  to  about 200 degrees cent igrade  and t h a t  f o r  Batch 3 to  215 degrees 
cent igrade  f o r  samples conta in ing  t h i r t y  p a r t s  per m i l l i o n  carbon monoxide. 
The desorp t ion  temperatures are comparable a t  t he  slower hea t ing  rate t o  
those observed i n  t h e  Laboratory Contaminant Sensor study program a t  a 
hea t ing  ra te  of s i x  and four-tenths degrees cen t ig rade  p e r  minute. 
The response of t h e  system t o  carbon monoxide conten t  f o r  Batch 3 and 
Batch 4 sorbents  i s  shown i n  Figure 21. The response i s  higher f o r  t h e  
Batch 3 sorbent ,  which w a s  prepared without  n i t r i c  ac id .  Calculated i n  
terms of peak p res su re  per  m i c r o l i t e r  of carbon monoxide sorbed, t h e  Batch 
3 sorbent  has  a s e n s i t i v i t y  of 0.092 microns per m i c r o l i t e r  and Batch 4 ,  
0.08 microns per  m i c r o l i t e r .  The earlier c e l l  had a carbon monoxide sensi-  
t i v i t y  of 0.11 microns per  m i c r o l i t e r .  
t h e  new sorbent  p repa ra t ion  is  due, a t  least  i n  p a r t ,  t o  t h e  s lower hea t ing  
rate. The s e n s i t i v i t y  i s  d i r e c t l y  r e l a t e d  t o  the hea t ing  rate; slower 
hea t ing  rates r e s u l t  i n  lower s e n s i t i v i t y .  A t  t h e  hea t ing  rate employed i n  
these experiments (4'C/minute), t h e  s e n s i t i v i t y  estimated f o r  t he  earlier 
c e l l  i s  0.07 microns per m i c r o l i t e r .  
The apparent lower s e n s i t i v i t y  of 
Sorbent Sa tu ra t ion  S tudies  
The amount of carbon monoxide sorbed a t  s a t u r a t i o n  w a s  determined as a 
The 
func t ion  of carbon monoxide concent ra t ion  to  ob ta in  an estimate of t h e  
equi l ibr ium cons tan t  f o r  s o r p t i o n  and i t s  v a r i a t i o n  wi th  concent ra t ion .  
equi l ibr ium cons tan t  i s  defined 
where C = 
- g 
cs - 
concent ra t ion  
concent ra t ion  
i n  the 
on the  
by t h e  following equation: 
gas phase, m i c r o l i t e r s  p e r  m i l l i l i t e r  
sorbed phase, m i c r o l i t e r s  per  gram 
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This constant  w a s  determined by passing a gas mixture containing a 
known concent ra t ion  of carbon monoxide i n  a i r  o r  i n  n i t rogen  through the  
sorbent  cel l  a t  a measured flow rate. 
the  Monoxor de t ec to r  t o  determine t h e  t i m e ,  and hence t h e  volume required 
t o  s a t u r a t e  the  cell .  The equi l ibr ium constant  i s  ca lcu la ted  from t h i s  
da ta :  
The e f f l u e n t  gas w a s  monitored with 
W K = -  
F t  
where F = flow rate 
t = t i m e  
w = weight of sorbent  
Carbon monoxide concentrat ions i n  t h e  range from e i g h t  t o  115 p a r t s  per  
mi l l i on  w e r e  used. The amount of carbon monoxide sorbed i s  shown i n  Figure 
22 as a func t ion  of concent ra t ion  and t h e  equi l ibr ium cons tan ts  ca lcu la ted  
from the  da t a  are shown i n  Figure 2 3 .  Desorption curves f o r  t he  sa tu ra t ed  
from t h e  s a t u r a t i o n  experiments i s  shown i n  Figure 25. Var ia t ions  i n  the  
amount of carbon monoxide l o s t  on p recu t  probably account f o r  some of t he  
spread i n  the  da ta .  
i sorbent  are shown i n  Figure 24. The peak maximum response t o  carbon monoxide 
An estimate of t h e  hea t  of so rp t ion  w a s  obtained by measuring the  
s a t u r a t i o n  volume of two temperatures above room temperature. The gas  
emerging from t h e  flowmeters w a s  heated by passing i t  through th ree  f e e t  of 
s t a i n l e s s  steel hose, which w a s  maintained a t  an e leva ted  temperature. The 
c e l l  t h a t  w a s  a t tached  t o  the  hose w a s  heated t o  the  same temperature 
and the  volume of gas required t o  s a t u r a t e  the  ce l l  w a s  determined. The 
carbon monoxide concent ra t ion  used i n  these  experiments w a s  e ighteen  p a r t s  
per  mi l l i on .  
v a r i a t i o n  i n  t h e  equi l ibr ium constant  w i th  r ec ip roca l  temperature. The 
hea t  of so rp t ion  ca l cu la t ed  from these  d a t a  i s  3 . 4  kcal/gm-mole. 
The r e s u l t s  are presented i n  Figure 2 6 ,  which shows t h e  
The s a t u r a t i o n  experiments show, t h a t  w i th in  t h e  l i m i t a t i o n s  of t he  
technique used, Batch 3 and Batch 4 palladium-charcoal have t h e  same capa- 
c i t y  f o r  carbon monoxide. 
c h a r a c t e r i s t i c s .  It w a s  mentioned earlier t h a t  Batch 3 sorbent  had h igher  
desorp t ion  temperatures f o r  t he  s tandard samples. Desorption curves f o r  
There are some d i f f e rences  i n  t h e  desorp t ion  
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sa tu ra t ed  samples show t h a t  Batch 3 sorbent y i e l d s  higher desorp t ion  pres-  
su re  than Batch 4 f o r  t he  same amounts of carbon monoxide sorbed. Desorp- 
t i o n  curves are shown f o r  comparison i n  Figures 27, 28, and 29, The 
observed d i f f e rences  might r e s u l t  from d i f f e rences  i n  packing of t h e  two 
c e l l s ,  o r  may r ep resen t  real d i f f e rences  i n  t h e  sorbents .  The main purpose 
of t hese  experiments w a s  t o  demonstrate t h a t  t he  so rp t ion  c a p a c i t i e s  of 
the sorbent could b e  reproduced reasonably w e l l ,  and t h i s  w a s  demonstrated. 
Nevertheless,  t hese  d a t a  suggest t h a t  ob ta in ing  g rea t e r  s e n s i t i v i t y  may b e  
poss ib l e  by changes i n  t h e  method of sorbent prepara t ion .  
The d a t a  on t h e  v a r i a t i o n  i n  the  amount of carbon monoxide sorbed with 
concent ra t ion  i s  a t  var iance  with t h e  assumption made i n  developing a model 
t o  desc r ibe  the  desorp t ion  c h a r a c t e r i s t i c s  of t he  system. I n  t h e  model i t  
w a s  assumed t h a t  t h e  equi l ibr ium cons tan t  w a s  independent of concent ra t ion  
over t h e  concent ra t ion  range of i n t e r e s t .  The d a t a  show t h i s  i s  no t  t h e  
case and t h a t  t h e  equi l ibr ium cons tan t  i nc reases  wi th  concent ra t ion  over 
t h e  e n t i r e  range t e s t ed .  A t  higher concent ra t ions ,  a propor t iona te ly  
smaller amount of carbon monoxide i s  sorbed. I n  consequence, i f  sample 
volumes are used which s a t u r a t e  t h e  sorbent ,  t he  system response as a 
func t ion  of concent ra t ion  w i l l  be nonl inear ,  and the response w i l l  be less 
s e n s i t i v e  t o  changes i n  concent ra t ion  than f o r  samples which do not  s a t u r a t e  
t he  sorbent .  
One o the r  i n t e r e s t i n g  aspec t  of t h e  desorp t ion  curves f o r  t he  s a t u r a t i o n  
experiments i s  t h e  shoulder t h a t  appears on the high tempera ture . s ide  of 
t he  desorp t ion  peak. This suggests t h a t  t h e r e  may be two so rp t ion  si tes,  
one having h igher  h e a t  o r  so rp t ion  than the  o the r .  
palladium ch lo r ide  and the  o ther  t o  m e t a l l i c  palladium. 
these  two si tes would be a f f e c t e d  by the  method of prepara t ion .  
One may be  due t o  
The proportions of 
The performance of t h e  sorbent appears t o  be  s a t i s f a c t o r y  f o r  d e t e c t i o n  
of carbon monoxide, a l though add i t iona l  experimental work might lead  t o  
improved performance, Such work might reasonably be  considered a f t e r  
eva lua t ion  of t he  t o t a l  system r e l i a b i l i t y  wi th  the  Mass Spectrometer 
Atmospheric Sensor. 
CONCEPTUAL DESIGN OF A FLIGHT PROTOTYPE 
CARBON MONOXIDE ACCUMULATOR CELL 
The F l i g h t  Prototype Accumulator C e l l  System f o r  carbon monoxide detec- 
t i o n  wi th  t h e  Mass Spectrometer Atmospheric Sensor w i l l  employ t h e  vacuum 
mode of opera t ion  i n  order  t o  a t t a i n  a 
concent ra t ions  of carbon monoxide. 
high degree of s e n s i t i v i t y  f o r  low 
Based on r e s u l t s  obtained i n  t h e  study 
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program concentrat ions of f i v e  p a r t s  per  m i l l i o n  carbon monoxide i n  a i r  should 
should b e  r e a d i l y  de t ec t ab le ;  t he  design range f o r  de t ec t ion  w i l l  be f i v e  t o  
100 p a r t s  pe r  m i l l i o n  (5.7 t o  114 mg p e r  cubic  meter). 
The c e l l  system w i l l  i n t e r f a c e  with t h e  Mass Spectrometer Atmosphere 
Sensor type of instrument through a high conductance l e a k  and w i l l  be  
operated i n  p a r a l l e l  with the  atmospheric sensor sample l i n e ,  which i n t e r -  
f aces  t h e  mass spectrometer through a low conductance leak.  A t  i n t e r v a l s  
t o  be  determined by a p p l i c a t i o n  requirements,  monitoring of major atmos- 
pher ic  components w i l l  b e  in t e r rup ted  f o r  approximately ten minutes f o r  
determinat ion of carbon monoxide. 
The ce l l  system w i l l  include,  i n  add i t ion  t o  the  palladium-charcoal 
cell ,  a scrubber c e l l  f o r  removal of water. 
organics  w i l l  a l s o  be  included i f  i t  appears t h a t  t h i s  i s  required.  Using 
small two-way automatic valves from Energy Research and Generation, Inc.  
i s  recommended t o  accomplish t h e  required flow switching func t ions .  The 
sequence of valve opera t ions  w i l l  be con t ro l l ed  wi th  a clock motor f o r  lab- 
o ra to ry  eva lua t ion ;  an e l e c t r o n i c  timing device w i l l  be  considered f o r  
t h e  f l i g h t  system. 
Provis ion f o r  removing 
Power requi red  f o r  the  ce l l  h e a t e r s  i s  est imated t o  be tenwatts  based 
on thermal a n a l y s i s  and the  experimental  r e s u l t s  presented i n  P ro jec t  Note 
No. 2 i n  Appendix B. 
wi th  a response t i m e  of two mil l iseconds.  The power required f o r  a c t u a t i o n  
is  one-tenth t o  two-tenths of a jou le ,  which is  suppl ied by a capac i tor  
d i scharge  system. 
f o r  a f i r i n g  rate of once p e r  second i s  one-tenth o f  a w a t t  f o r  each valve, 
Since r a p i d  f i r i n g  a c t i o n  i s  not  a system requirement,  t he  peak demand 
f o r  t h e  valve ope ra t ion  w i l l  no t  exceed one-tenth of a w a t t .  
The ER and G valves are magnet ical ly  la tched  valves 
The t o t a l  power demand on t h e  twenty-eight v o l t  supply 
Analysis of Signal  Requirements 
The maximum t o t a l  p re s su re  from the  sample is  cont ro l led  by several 
f a c t o r s ;  t he  most important f a c t o r s  are the  l e a k  rate from the  valves, t h e  
amount of w a t e r  sorbed and t h e  amount of carbon monoxide i n  t h e  sample. 
In t h e  test system, the valve leakage rate combined w i t h  the  pumping speed 
of t he  system yie lded  a r e l a t i v e l y  cons tan t  background pressure  of about 
t h i r t y  microns a t  atmospheric pressure  on the  valves. The valves recom- 
mended f o r  u se  i n  t h e  f l i g h t  system are reported t o  have a leakage rate which 
i s  a f a c t o r  of t en  lower than the  labora tory  type valve; t h i s ,  combined wi th  
t h e  lower ambient p re s su re  i n  t h e  spacec ra f t ,  w i l l  have a s i g n i f i c a n t  e f f e c t  
on t h e  l e a k  s i z i n g  and s e l e c t i o n  of t he  electrometer  range change. 
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Estimating the  t o t a l  p re s su re  developed a t  t h e  l e a k  f o r  a 100 p a r t s  
per m i l l i o n  carbon monoxide sample a t  twenty microns, t he  l e a k  conductance 
which y i e l d s  an  i o n  source p re s su re  of 1 x 10-4 t o r r  f o r  t h e  t o t a l  sample 
i s  : 
- cs ps 50 1 
c L - p L =  0.020 = 0.240 cc / sec  
The p a r t i a l  p re s su re  of carbon monoxide i n  the  source,  with t h i s  l e a k  
conductance, f o r  maximum concent ra t ion ,  minimum de tec t ab le  concent ra t ion ,  
c e l l  background and i o n  c u r r e n t s  f o r  a source s e n s i t i v i t y  of 1.5 x 10-6 
amperes per  t o r r  are: 
+ 
P, ( t o r r )  128 (amps) V (vo l t s )  
Maximum GO (100 ppm) 0.72 x 1.1 x 2.2 
Minimum CO (5 ppm) 2.9 x lom6 4.3 x 0.086 
Cell Background 3.8 x low6 5.7 x 0.114 
With t h e  n i t rogen  feedback r e s i s t o r ,  2 x 1O1O ohms, t h e  output  s i g n a l  
i s  given i n  t h e  las t  column above. The background n i t rogen  s i g n a l  is  
0.002 v o l t s  which i s  below the  no i se  and d r i f t  level of 0.010 v o l t s .  There- 
f o r e ,  e lec t rometer  range switching w i l l  be unnecessary f o r  t he  f l i g h t  
system assuming t h a t  t h e  repor ted  valve l e a k  rates are a c t u a l l y  achieved 
and t h a t  t h e  water conten t  i s  s a t i s f a c t o r i l y  reduced. 
The signal-to-noise and d r i f t  level a t  t h e  minimum sample l e v e l  is: 
S 0.086 - 8 e 6  
N 0.010 
- = - -  
The estimated v a r i a t i o n  i n  cel l  background va lues  is  on the  order  of 
twenty percent  of t h e  background value.  The r a t i o  of t he  minimum sample 
s i g n a l  t o  t h i s  v a r i a t i o n  i s  t h r e e  and e ight - ten ths .  Since t h e  apparent 
ce l l  background level is  a f f e c t e d  by t h e  analyzer background l e v e l ,  t h e  
abso lu te  va lue  of t h e  background level may be d i f f e r e n t  i n  the Mass Spectrom- 
eter Atmospheric Sensor. However, t h e  more important a n a l y t i c a l  considera- 
t i o n  i s  the  s t a b i l i t y  of t h e  ce l l  blank va lue ,  s i n c e  co r rec t ions  might be  
appl ied  f o r  t h e  blank va lue  i n  any event. 
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Descr ip t ion  of the Mass Spectrometer System 
The Mass Spectrometer Atmospheric Sensor as developed on NAS9-9799 
w i l l  be  used i n  i t s  p resen t  conf igura t ion  wi th  t h e  four  l i t e r  p e r  second 
i o n  pump. The i n l e t  l e a k  manifold w i l l  be modified as described i n  t h e  
following s e c t i o n  to  accommodate the  dual l e a k  system. The l e a k  rate w i l l  
be  s i zed  t o  develop maximum pres su re  i n  t h e  i o n  source f o r  t he  a n t i c i p a t e d  
maximum t o t a l  sample p re s su re  from the  cel l .  Electrometer range change 
provis ion  w i l l  be included on the m / e  28 channel as required f o r  maximum 
carbon monoxide s e n s i t i v i t y .  
A block diagram of the  mass spectrometer system is  shown i n  Figure 30, 
and a b r i e f  d e s c r i p t i o n  of t he  va r ious  subsystems is  presented i n  the  
following paragraphs. More d e t a i l e d  d e s c r i p t i o n s  of t h e  system are avail- 
a b l e  i n  o the r  r e p o r t s .  
Analyzer .- The analyzer i s  t h e  b a s i c  element of t h e  system; i t  c o n s i s t s  
of t h e  i o n  source, t h e  magnet s e c t o r  and t h e  c o l l e c t o r  f lange .  Gas samples 
e n t e r  t h e  i o n  source through the  i n l e t  l e a k  and are ionized by e l e c t r o n  
bombardment. 
i n t o  t h e  magnetic s e c t o r ,  where they are separa ted  according t o  t h e i r  mass- 
to-charge (m/e) r a t i o .  The separa ted  ion  beams are measured on c o l l e c t o r s ,  
pos i t ioned  on the  c o l l e c t o r  f l ange  t o  i n t e r c e p t  t h e  ion  beam a t  o r  near  
t h e i r  f o c a l  po in t .  The analyzer i s  operated under vacuum supplied by a 
The p o s i t i v e  ions  produced are d i r e c t e d  from t h e  i o n  source 
,I support  vacuum system. 
The i o n  source i s  a nonmagnetic, e l e c t r o n  bombardment type which has 
dua l  f i l ament  and anode assemblies f o r  r e l i a b i l i t y .  The f i lament  assemblies 
are mounted a t  r i g h t  angles  t o  each o the r  and t o  t h e  d i r e c t i o n  of gas entry.  
G a s  samples e n t e r  t he  source from the  l e a k  through a ceramic tube i n  t h e  
r e p e l l e r  e lec t rode .  G a s  flow from the  source is  r e s t r i c t e d  by the  e l ec t rodes  
and t h e  f i lament  assemblies, so  t h a t  t h e  p re s su re  i n  t h e  source i s  h igher  
than t h a t  i n  t h e  surrounding analyzer region. 
This " d i f f e r e n t i a l l y  pumped" i o n  source provides h igher  s e n s i t i v i t y  
than is  a v a i l a b l e  f o r  an open ion  source  and a l s o  minimizes sample d i s t o r -  
t i o n  due to  r e a c t i o n  wi th  t h e  f i lament ,  which i s  loca ted  i n  a r e l a t i v e l y  
low p res su re  r eg ion  ou t s ide  t h e  ion iz ing  region. 
The f i laments  mounted a t  r i g h t  angles  t o  each o t h e r ,  are made of a 
tungsten-rhenium a l l o y  (97 percent  W - 3 percent  rhenium) and have been 
operated f o r  5000 hours without f a i l u r e .  The o t h e r  components of t h e  ion  
source are fab r i ca t ed  from nonmagnetic s t a i n l e s s  steel. Electrodes are 
separa ted  by ceramic o r  ruby i n s u l a t i o n .  E l e c t r i c a l  connections are made 
by means of nichrome l ead  w i r e s ,  which are spot  welded t o  the  e l ec t rodes .  
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Power t o  t h e  e l ec t rodes  i s  supplied through headers i n  the  vacuum envelope. 
A sepa ra t e  set of e l e c t r o n  beam-focussing e l ec t rodes  and sl i ts  f o r  each 
f i lament  serve t o  c o n t r o l  t h e  shape of t he  e l e c t r o n  beam i n  the  i o n  source. 
The e l e c t r o n  beam c u r r e n t  i s  regula ted  from t h e  anode by t h e  emission 
r egu la to r .  
The i o n  beam i s  ex t r ac t ed  from the  source by t h e  r e p e l l e r  and accel-  
l e r a t o r  and ion  focussing e l ec t rodes  and i s  shaped by the  ob jec t  s l i t .  The 
ion  beam e n t e r e s  t h e  magnetic s e c t o r  from t h i s  o b j e c t  s l i t  and i s  bent  through 
a nominal angle  of n ine ty  degrees and d ispersed  according t o  t h e  mass-to- 
charge (m/e) r a t i o  of t he  i o n  spec ie s .  The magnetic s e c t o r  focuses the  i o n  
beam on t h e  c o l l e c t o r s ,  which are pos i t ioned  on the  f lange  a t  t h e  f o c a l  
po in t  of t he  d ispersed  beams. This s i n g l e  focusing s e c t o r  focuses ions which 
have an angular spread as they leave t h e  ob jec t  s l i t .  This i s  necessary t o  
achieve good r e s o l u t i o n  i n  t h e  image plane. 
The i o n  beams are co l l ec t ed  on ind iv idua l  sh ie lded  buckets l oca t ed  a t  
o r  near t h e  f o c a l  p o i n t s  of t he  beams. These c o l l e c t o r s  are connected 
(through headers i n  the vacuum envelope) t o  ind iv idua l  e lec t rometer  ampli- 
f i e r s  which amplify the  i o n  cu r ren t  and convert  i t  t o  a vo l t age  analog of 
the p a r t i a l  p re s su re  of t h e  components of t h e  gas mixture. 
Analyzer Vacuum System.- The ana lyzer  and c o l l e c t o r  assemblies are 
mounted w i t h i n  a vacuum envelope, which is  equipped with a four l i t e r  per  
second i o n  pump. The system i s  i n i t i a l l y  roughed down t o  the  opera t ing  
p res su re  of t h e  i o n  pump wi th  a cryosorp t ion  pump. 
the flow of gas through t h e  inlet leak and t h e  necessary low p res su re  i n  
the analyzer.  
t o  t u r n  o f f  t h e  i o n  pump and t h e  ana lyzer  e l e c t r o n i c s  i n  t h e  event of 
excessive p re s su res  i n  t h e  analyzer.  
The i o n  pump maintains  
An i n t e r n a l  p re s su re  monitor i s  provided as a s a f e t y  device  
E lec t ron ic s  Subsystem.- The e l e c t r o n i c s  subsystem de r ives  i t s  power 
from a switching inpu t  vo l t age  r e g u l a t o r  which is used t o  supply a regu- 
l a t e d  28 v o l t s  dc t o  the  power supply system. 
The power supply system c o n s i s t s  of a s i n g l e  i n v e r t e r  with mul t ip l e  
secondary windings t h a t  d r i v e  vo l t age  r e g u l a t o r s ,  which i n  t u r n  supply 
regula ted  vo l t ages  f o r  t h e  e l e c t r o d e  b i a s  vo l t age  d i v i d e r  network, t h e  
e lec t rometer  ampl i f i e r s  and b u f f e r  ampl i f i e r s ,  t h e  telemetry i s o l a t i o n  
c i r c u i t r y ,  t h e  t o t a l  p re s su re  t ransducer ,  t he  feedback and comparator net- 
work, t he  f i lament  cu r ren t ,  and ion iz ing  o r  emission c u r r e n t  r egu la to r s .  
The low vo l t age  r e g u l a t o r s  are a l l  of a s i m i l a r  type, 
requi red  f o r  t he  p a r t i c u l a r  vo l t age  and r egu la t ion  requirements of the  
c i r c u i t  o r  device  which they d r ive .  
must d e l i v e r  h igher  vo l t ages  t o  t h e  e l ec t rode  b i a s  vo l t age  d i v i d e r ,  u t i l i z e  
a unique technique i n  which a r e l a t i v e l y  low vo l t age  r egu la to r  i s  u t i l i z e d  
t o  r e g u l a t e  a h igher  vol tage .  
They are modified as 
The t h r e e  vo l t age  r e g u l a t o r s ,  which 
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S ix  sepa ra t e  e lectrometer  ampl i f i e r s  are connected t o  t h e  i o n  cu r ren t  
c o l l e c t o r s  through header p ins  loca ted  i n  t h e  c o l l e c t o r  f lange .  
e lectrometer  ampl i f i e r s  c o n s i s t  of a high impedance MOSPET inpu t  device 
followed by an i n t e g r a t e d  c i r c u i t  ope ra t iona l  ampl i f i e r  and have feedback 
r e s i s t o r s  ranging from 1010 t o  3 x lo1* ohms, depending on the  expected 
i o n  cu r ren t  level a t  a p a r t i c u l a r  c o l l e c t o r .  
temperature compensation, and the  r e q u i s i t e  f i l t e r i n g  and s c a l i n g  are 
obtained a t  the output .  The l i n e a r  s i g n a l  from each e lec t rometer ,  zero t o  
f i v e  v o l t s  f u l l  scale, i s  suppl ied as a m e t e r  ou tput  through buf fe r  ampli- 
f i e r s  and i s o l a t i o n  c i r c u i t s .  I n  a d d i t i o n  t o  performing the  necessary 
output  i s o l a t i o n  and p ro tec t ion ,  t hese  c i r c u i t s  i n v e r t  t he  e lec t rometer  
s i g n a l s  t o  provide p o s i t i v e  outputs .  
These 
The t i m e  response adjustment,  
The e lec t rometer  ou tputs  are a l s o  connected t o  a summing ampl i f i e r ,  
through s c a l i n g  input  r e s i s t o r s  t h a t  normalize t h e  mass spectrometer ga ins  
f o r  a l l  channels.  This provides a t o t a l  p ressure  s i g n a l  which c o n s i s t s  of 
t he  sum of the  p a r t i a l  p ressure  outputs .  This t o t a l  p ressure  s i g n a l  i s  
compared wi th  t h e  output  of a t o t a l  p re s su re  t ransducer  and t h e  d i f f e rence  
s i g n a l  d r ives  t h e  emission r egu la to r .  The emission r egu la to r  c i r c u i t  per- 
forms t h e  func t ion  of ad jus t ing  the  ion  source f i lament  d r ive ,  which i n  
turn ,  con t ro l s  t h e  level of the  ion iz ing  o r  emission cu r ren t ,  which i n  turn ,  
con t ro l s  t he  i o n  cu r ren t  output  of t h e  m a s s  spectrometer.  U t i l i z i n g  t h i s  
c losed loop approach, t he  ga in  of t h e  mass spectrometer t r a n s f e r  func t ion  
i s  maintained a t  a cons tan t  level, which e l imina tes  any common-mode e r r o r s ,  
such as those a r i s i n g  due t o  i n l e t ,  i on  pump o r  i o n  source s e n s i t i v i t y  
changes. 
mass spectrometer.  This system i s  operated open loop, t h a t  is, the summing 
c i r c u i t r y  i s  n o t  u t i l i z e d  during the  carbon monoxide a n a l y t i c a l  cyc le ,  
s i n c e  t h e  inlet  system is  operated under vacuum during t h i s  po r t ion  of t h e  
a n a l y t i c a l  cycle .  
\ 
’ 
This makes a s u b s t a n t i a l  improvement i n  t h e  accuracy of  t h e  
The emission r egu la to r  c i r c u i t  i s  set up t o  ope ra t e  the  e l e c t r o n  gun 
system a t  a nominal level of about t e n  microamperes of anode cur ren t .  I n  
c losed loop, th i s  level i s  cor rec ted  based upon t h e  d i f f e r e n c e  s i g n a l  ob- 
ta ined  from t h e  comparison of t he  t o t a l  p ressure  summation and the  t o t a l  
p re s su re  t ransducer .  The f i lament  con t ro l  p a r t  of  t he  c i r c u i t  al lows t h e  
f i lament  power t o  be suppl ied u n r e c t i f i e d  f o r  maximum e f f i c i ency .  The 
emission r e g u l a t o r  a l s o  acts t o  i n h i b i t  t he  f i lament  when the  i o n  pump 
cu r ren t  is  too high, i nd ica t ing  an excess ive  pressure  i n  the  ana lyzer ,  
which would be harmful t o  the  f i laments  i f  analyzer  opera t ion  w e r e  maintained. 
The vol tages  requi red  f o r  t he  opera t ion  of t h e  ion  source are der ived 
from an e l ec t rode  b i a s  vol tage  d iv ide r  network, which i s  nothing more than 
a r e s i s t o r  network wi th  th ree  low impedence p o i n t s  suppl ied by t h e  e l ec t rode  
b i a s  vol tage  r e g u l a t o r s  which correspond t o  the  e l e c t r o n  acce le ra to r ,  anode 
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and f i lament  r e fe rence  p o t e n t i a l s .  These p o i n t s  r ece ive  t h e  major i ty  of 
t h e  t o t a l  emission cu r ren t  and must, t he re fo re ,  be regula ted  i n  order  t o  
avoid vo l t age  v a r i a t i o n s  due t o  changing c u r r e n t s  being in j ec t ed  i n t o  the  
high impedence e l e c t r o d e  b i a s  s t r i n g .  
The i o n  pump i s  powered by a high vo l t age  power supply (about 4 kV) 
which supp l i e s  a nominal cu r ren t  of less than 150 microamperes. The ion  
pump supply must a l s o  d e l i v e r  s u f f i c i e n t  cu r ren t  o t  s tart  t h e  pump a t  
10-4 t o r r .  I n  order  t o  avoid excess ive  power requirements during t h e  
s t a r t i n g  per iod ,  the supply must be  a b l e  t o  d e l i v e r  a lower vo l t age  when 
the  load cu r ren t  i s  high. This n e c e s s i t a t e s  t h e  use of a sepa ra t e  i n v e r t e r  
f o r  t h e  i o n  pump supply, This a l s o  allows t h e  ion  pump t o  be  operated 
independent of t he  rest of t h e  Mass Spectrometer System. 
The opera tor  i s  a s s i s t e d  a t  s t a r t u p  by t h e  i n d i c a t o r  s i g n a l s  t h a t  are 
provided by t h e  system. When inpu t  power is appl ied  t o  the system an i n t e r -  
n a l  thermis tor  temperature sensor i s  a c t i v a t e d  which determines i f  t h e  
i n t e r n a l  p re s su re  i s  s u f f i c i e n t l y  low (Q 10-3 t o r r )  t o  s a f e l y  t u r n  on t h e  
i o n  pump. The sensor w i l l  au tomat ica l ly  i n h i b i t  the i o n  pump i f  input  power 
i s  appl ied  t o  t h e  pump when the  p re s su re  i s  too high; a l s o ,  an output  s i g n a l  
s u i t a b l e  f o r  an i n d i c a t o r  l i g h t  is  a l s o  provided. 
When t h e  l i g h t  i n d i c a t e s  t h a t  t he  p re s su re  is low enough, t h e  ion  pump 
can be  turned on, o r  t h e  pump will t u r n  on au tomat ica l ly  i f  power has  been 
previously applied.  A t  t h i s  p o i n t  t h e  va lve  on the  roughing l i n e  i s  closed 
and t h e  pumpdown proceeds, 
c a t o r  s i g n a l  i n d i c a t e s  t h a t  a s a f e  p re s su re  f o r  mass spectrometer ope ra t ion  
has been reached, and t h e  i n h i b i t  on the  m a s s  spectrometer e l e c t r o n i c s  is  
removed, which allows t h e  e l e c t r o n i c s  t o  be turned on when e x t e r n a l  power 
is applied.  
When the  p re s su re  reaches 1 x 10-5 t o r r  an ind i -  
I n  the  event of a loss of vacuum f o r  any reason, the i n d i c a t o r s  and 
i n h i b i t  func t ions  perform as p r o t e c t i v e  devices  turn ing  of f  f i r s t  t he  m a s s  
spectrometer e l e c t r o n i c s  and then t h e  i o n  pump. 
I n l e t  System 
The i n l e t  system f o r  t he  carbon monoxide and atmospheric sensor  u n i t  
inc ludes  a dual  leak manifold, two sample l i n e s ,  a Carbon Monoxide Accumu- 
l a t o r  C e l l  and a w a t e r  scrubber cell.  A schematic diagram of t h e  inlet  
system is  shown i n  Figure 31. 
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The dua l  l e a k  manifold c o n s i s t s  of a t h i c k  f lange ,  which conta ins  t h e  
Mott low conductance leak and a Siemans high conductance leak ,  mounted a t  
r i g h t  angles  t o  each o the r .  The manifold i s  mounted on t h e  ana lyzer  hous- 
ing  t o  i n t e r f a c e  wi th  t h e  i o n  source.  The Mott l e a k  i s  equipped wi th  a 
shutoff  valve s i m i l a r  t o  t h a t  used on the  Mass Spectrometer Atmospheric 
Sensor. All  sample l i n e s  terminate  i n  a common vacuum manifold which u t i -  
l i z e s  a s i n g l e  rough pump o r  a l i n e  t o  ou te r  space t o  provide the  requi red  
sample gas  flow. 
During opera t ion ,  i n  monitoring the  major components of t h e  atmosphere, 
the sample valve (Figure 31) i s  open, permi t t ing  flow p a s t  t h e  Mott l eak ;  
a l l  o t h e r  valves are closed. The f low rate, nominally 100 cubic  cent imeters  
per  minute is  con t ro l l ed  by a c r i t i ca l  o r i f i c e  loca ted  w e l l  downstream of 
the  leak near  t h e  en t rance  t o  the  manifold. A t  s e l ec t ed  i n t e r v a l s ,  t h e  
sample valve i s  closed t o  s t o p  flow p a s t  t h e  Mott l e a k  f o r  t he  carbon mon- 
oxide a n a l y s i s  p a r t  of t h e  cyc le .  The closed loop emission con t ro l ,  which 
r a t i o s  t h e  sum of the  p a r t i a l  p ressures  t o  the  t o t a l  atmospheric pressure ,  
i s  inac t iva t ed  and f i lament  emission con t ro l  i s  re turned  t o  open loop 
opera t i on .  
The scrubber cel l ,  carbon monoxide and o r i f i c e  valves are opened t o  
sample the  atmosphere f o r  carbon monoxide. The gas  sample passes  f i r s t  
through a scrubber c e l l  t o  remove w a t e r  from the  ce l l ,  and then through t h e  
carbon monoxide cel l  containing t h e  palladium-charcoal sorbent  f o r  s o r p t i o n  
of carbon monoxide. Sample flow rate  i s  con t ro l l ed  by a c r i t i c a l  o r i f i c e  
between the  o r i f i c e  valve and the  vacuum manifold. A t  t h e  conclusion of 
the  sampling per iod  t h e  scrubber ce l l  valve i s  c losed  and r e s i d u a l  a i r  i s  
pumped from the  carbon monoxide sample l i n e .  
t he  low conductance l eak ,  w i l l  be reduced t o  a low va lue  a t  t h i s  t i m e  so t h a t  
i n t e r f e r e n c e  due t o  r e s i d u a l  n i t rogen  i n  the  atmospheric sample l i n e  w i l l  
be neg l ig ib l e .  
valve i s  closed and t h e  leak valve and bypass valve are opened. 
! 
The pressure  a t  the  Mott l eak ,  
When t h i s  precut  opera t ion  i s  completed, the  carbon monoxide va 
The carbon monoxide c e l l  i s  heated r ap id ly  t o  180 degrees  cent igrade  and 
the  desorbed gases  flow p a s t  t h e  high conductance Sieman l e a k  through the  
l e a k  valve and t h e  o r i f i c e  valve. When the  c e l l  temperature i s  180 degrees 
cent igrade ,  t h e  mass spectrometer s i g n a l  a t  m / e  28 i s  read and displayed on 
t h e  carbon monoxide output  m e t e r .  The l e a k  valve i s  closed a t  t h i s  po in t ,  
t h e  o r i f i c e  valve i s  opened and t h e  carbon monoxide valve i s  opened. 
scrubber c e l l  and t h e  carbon monoxide c e l l  are heated t o  260 degrees cent i -  
grade f o r  regenera t ion  f o r  a per iod of f i v e  minutes. 
and t h e  valves i n  t h e  carbon monoxide sample l i n e s  are closed.  The sample 
l i n e  valve i s  opened, c losed loop opera t ion  i s  r e i n s t a t e d  and monitoring of 
t h e  major atmospheric components i s  resumed. 
The 
The h e a t  is  turned o f f  
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For t h e  pro to type  system, the  sample l i n e s  w i l l  be one-eighth inch 
stainless steel tubing. The Carbon Monoxide Accumulator C e l l  w i l l  c o n s i s t  
of a t h r e e  inch  s e c t i o n  of one-eighth inch  s t a i n l e s s  steel tubing conta in ing  
two t e n t h s  of a gram of palladium-charcoal sorbent. The scrubber cel l  w i l l  
be a s i x  inch  s e c t i o n  of one-eighth inch  O.D. s t a i n l e s s  steel tubing con- 
t a i n i n g  a s e c t i o n  of h igh  capac i ty  water sorbent ,  such as calcium s u l f a t e  
o r  Molecular Sieve 4-A. 
pump out  l i n e s  i n  t h e  test program. For t h e  f l i g h t  instrument,  a vacuum l i n e  
to  space vacuum w i l l  be furn ished .  
A l abo ra to ry  vacuum system w i l l  be  used f o r  t h e  
A t i m e  schedule of events is set up on t h e  b a s i s  of t h e  requi red  f r e -  
quency of a n a l y s i s  f o r  carbon monoxide. 
is  requi red  f o r  carbon monoxide a n a l y s i s ,  and the  a n a l y s i s  i s  r epea tab le  a t  
approximately twenty minute i n t e r v a l s .  
once an  hour b a s i s ,  t h e  following t i m e  schedule i s  t y p i c a l :  
Approximately a t e n  minute i n t e r v a l  
For a n a l y s i s  of carbon monoxide on a 
T i m e  (min) 
0-45 
45-47 
47-49 
49-50 
50 
Operation 
Normal atmospheric monitor 
Sample f o r  carbon monoxide 
Precut  a i r  from cells 
H e a t  CO accumulator cel l  t o  1 8 O O C  
Readout CO conten t  
50-52 Heat both cells t o  270°C f o r  regenera t ion  
57 Turn of f  h e a t e r s ,  c l o s e  CO sample l i n e  valves, 
resume normal component monitoring 
E lec t ron ic  Subsystem f o r  t he  Dual Leak Inlet System 
The c e n t r a l  p a r t  of t h i s  e l e c t r o n i c  subsystem i s  a sequencer t i m e r  t h a t  
c o n t r o l s  t h e  series of events requi red  t o  perform t h e  ana lys i s .  A block 
diagram of t h i s  system is  shown i n  F igure  32. The sequencer u n i t  provides 
the master clock, counter u n i t  and ga t ing  c i r c u i t r y  t o  activate t h e  
va r ious  elements of t h e  system according t o  t h e  predetermined schedule. 
Valves are ac tua ted  by a t r i g g e r  pu l se  furn ished  by t h e  sequencer. 
t r i g g e r  pu l se  causes d ischarge  of a capac i to r  t o  f u r n i s h  power t o  t h e  
electromechanical  valve and resets the  l o g i c  c i r c u i t r y  so t h a t  t h e  next  
pu lse  reverses t h e  d i r e c t i o n  of t h e  va lve  ac t ion .  Since t h e  system opera- 
t i o n  i s  r e l a t i v e l y  slow, a s i n g l e  capac i to r  can probably be used f o r  a l l  
the valves. Two temperature c o n t r o l l e r s  are u t i l i z e d  t o  con t ro l  t h e  ce l l  
The 
34 
NASA CR-111855 
temperatures a t  180 and 260 degrees cent igrade .  During carbon monoxide 
desorp t ion  the  180 degree cent igrade  c o n t r o l l e r  i s  i n  opera t ion ;  during the  
regenera t ion  cyc le  the  260 degree cent igrade  c o n t r o l l e r  i s  operated.  A 
t i m e  de lay  c i r c u i t  a c t i v a t e d  by t h i s  temperature sensor w i l l  a l s o  i n s u r e  
t h a t  t h e  c e l l s  are a t  t h e  regenera t ion  temperature f o r  a predetermined t i m e  
i n t e r v a l .  The master clock a l s o  c o n t r o l s  power t o  the  Carbon Monoxide 
Accumulator C e l l  t o  i n i t i a l l y  hea t  t h e  c e l l  t o  180 degrees cent igrade .  
c e l l s  are heated to  270 degrees cent igrade  f o r  t h e  regenera t ion  of t h e  
sorbent e 
Both 
Three o the r  func t ions  are a l s o  con t ro l l ed  by the  sequencer. A t  t he  
s ta r t  of the carbon monoxide a n a l y s i s ,  t h e  summing c i r cu i t - t r ansduce r  cir- 
c u i t  w i l l  be inac t iva t ed .  This c i r c u i t  acts to  c o n t r o l  t he  f i lament  power 
by comparing t h e  sum of the outputs  of t h e  e lec t rometers  wi th  a p res su re  
sensor t o  y i e l d  p a r t i a l  p ressure  d a t a  f o r  the major atmospheric components. 
This c i r c u i t  must be inac t iva t ed  a t  o r  before  va lve  A i s  c losed;  stopping 
sample flow through major components sample l i n e ,  i n  order t o  avoid damage 
t o  the  i o n  source f i lament .  
Packaging and Weight and Power Summary 
The packaging developed f o r  t h e  Mass Spectrometer Atmospheric Sensor, 
(NAS9-9799) will be  u t i l i z e d  as much as poss ib l e .  
Accumulator C e l l  System w i l l  be mounted i n  a sepa ra t e  package, which w i l l  
be loca t ed  under t h e  m a s s  spectrometer.  
such a des ign  w i l l  be  t h e  l eng th  of the sample l i n e s  i n t e r s e c t i n g  t h e  two 
packages. The l i n e s  w i l l  be re routed  through t h e  s i d e  of the conta iner  t o  
minimize t h i s  length .  
3 The Carbon Monoxide 
One of t h e  s a l i e n t  f a c t o r s  i n  
The weight estimated f o r  t he  dua l  l e a k  i n l e t  system and t h e  e l e c t r o n i c s  
subsystem i s  f i v e  and one-half pounds. During t h e  carbon monoxide p a r t  of 
the a n a l y s i s  cycle ,  t h e  peak power requirement i s  estimated a t  twelve and 
one-half w a t t s .  
CONCLUSIONS 
The r e s u l t s  obtained wi th  the s m a l l  c e l l  system opera t ing  i n  t h e  vacuum 
mode, show t h a t  t h i s  approach can be  used t o  monitor carbon monoxide a t  low 
concent ra t ions .  The inc rease  i n  s e n s i t i v i t y  r e s u l t i n g  from t h e  stepped 
temperature program opera t ion  shows t h a t  t h e  t i m e  period f o r  a complete 
a n a l y s i s  cyc le  can be  reduced t o  a reasonable va lue  wi th  no s a c r i f i c e  i n  
s e n s i t i v i t y .  The n o n l i n e a r i t y  of t h e  r e s u l t s  i n  t h e  low concent ra t ion  range 
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r e q u i r e s  f u r t h e r  study, b u t  does not p re sen t  a s e r i o u s  impediment t o  t h e  use 
of t h i s  mode of opera t ion ,  s i n c e  c a l i b r a t i o n  w i l l  be requi red  i n  any event.  
The r e s u l t s  of t h i s  phase of t he  test program confirmed i n  a q u a l i t a t i v e  way 
the conclusions derived on the  b a s i s  of t he  desorp t ion  model. 
The r e s u l t s  obtained wi th  the  c a r r i e r  f low gas mode of opera t ion  were 
The l a c k  of r e p r o d u c i b i l i t y  can 
genera l ly  unsa t i s f ac to ry .  This technique appears t o  be lack ing  i n  both 
s e n s i t i v i t y  and i n  r ep roduc ib i l i t y .  
probably be overcome by more c a r e f u l  c o n t r o l  of t he  experimental v a r i a b l e s ,  
but t h e  l a c k  of s e n s i t i v i t y  appears to be inhe ren t  i n  the phys ica l  pro- 
p e r t i e s  of t h e  sorbent .  
The sorbent  s t u d i e s  show t h a t  t he  isotherm f o r  so rp t ion  of carbon 
monoxide i s  nonlinear.  The amount of carbon monoxide sorbed a t  s a t u r a t i o n  
inc reases  very  slowly wi th  concentration. I n  t h e  i n i t i a l  s t u d i e s  wi th  t h e  
l abora to ry  contaminant sensor type c e l l s ,  i t  appeared as i f  t he re  was  a 
p l a t eau  i n  t h e  so rp t ion  curve; t h a t  i s  t h e  t o t a l  amount of carbon monoxide 
sorbed d id  no t  i nc rease  on increas ing  t h e  concent ra t ion  from seventeen t o  
t h i r t y  p a r t s  per  mi l l i on .  The desorp t ion  curves f o r  those samples con- 
firmed t h i s .  However, a t  higher concent ra t ions ,  the amount of carbon 
monoxide sorbed increased  and the  experiments wi th  t h e  s m a l l  ce l l  show t h a t  
i t  continues t o  inc rease  slowly wi th  concent ra t ion  over the range t e s t e d .  
Thus, i f  t h e  sample s i z e  i s  such t h a t  t h e  s a t u r a t i o n  l e v e l  i s  exceeded, t h e  
a n a l y s i s  will be less s e n s i t i v e  t o  changes i n  concent ra t ion  than i f  a sample 
i s  chosen which does no t  s a t u r a t e  the sorbent.  I n  consider ing t h e  isotherm 
da ta ,  some attempt w a s  made to  device a phys ica l  mechanism t h a t  would 
account f o r  t he  observed r e s u l t s .  The b e s t  model appeared t o  be one i n  
which i t  w a s  assumed t h e r e  w e r e  a s m a l l  number of sites t h a t  could absorb 
a f ixed  amount of carbon monoxide r ega rd le s s  of t he  concent ra t ion  i n  the  
gas phase, and another group of sites t h a t  absorb carbon monoxide i n  pro- 
po r t ion  t o  t h e  concent ra t ion  i n  t h e  gas  phase. Such a mechanism could 
account f o r  t he  appearance of double topped peaks i n  the desorp t ion  curves 
which are f r equen t ly  observed. With t h e  l imi t ed  d a t a  a v a i l a b l e ,  t h e  sorp- 
t i o n  mechanism cannot be  i d e n t i f i e d  more d e f i n i t e l y .  
The so rp t ion  c h a r a c t e r i s t i c s  of carbon monoxide on t h i s  palladium- 
charcoal sorbent  are q u a n t i t a t i v e l y  d i f f e r e n t  f o r  t h e  Benzene-Porapak Q 
system, f o r  example. Although t h e  s a t u r a t i o n  l e v e l s  of Benzene w e r e  no t  
s p e c i f i c a l l y  inves t iga t ed ,  t h e  amount absorbed a t  s a t u r a t i o n  on Porapak Q 
i s  considerably l a r g e r  than  t h e  amount of carbon monoxide sorbed, and t h e  
hea t  of desorp t ion  from gas  chromatographic d a t a  i s  h igher .  Both of t hese  
f a c t o r s  are r e f l e c t e d  i n  t h e  g r e a t e r  s e n s i t i v i t y  of t h e  technique t o  Benzene, 
I n  t h e  experiment t h e  Batch 3 sorbent  provided h igher  desorp t ion  p res su res  
than Batch 4 ;  t h i s  suggests t h a t  t h e  h e a t  of desorp t ion  may be higher f o r  
t h i s  material. 
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Addi t iona l  s t u d i e s  of t h e  e f f e c t  of p repa ra t ion  on t h e  phys ica l  pro- 
p e r t i e s  of t h e  sorbent  might y i e l d  g r e a t e r  s e n s i t i v i t y  i n  desorp t ion .  
Where t h e  sorbent  and the  vacuum technique are s a t i s f a c t o r y  f o r  determina- 
t i o n  of carbon monoxide, improvements might r e s u l t  from a d d i t i o n a l  s t u d i e s .  
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APPENDIX A Contract f30006 
Pro j ec t Note #4 
SUMMARY OF EXPERIMENTS WITH I O D I N E  PENTOXIDE 
DETERMINATION OF CARBON MONOXIDE 
Carbon monoxide reacts with iod ine  pentoxide t o  y i e l d  carbon d ioxide  
and iod ine  according t o  t h e  following equat ion ( r eac t ion ) :  
5 C O  + 1205 -f I2 + 5C02 (1) 
This r e a c t i o n  i s  used t o  determine carbon monoxide i n  gases  evolved i n  
the  Schutz method f o r  d i r e c t  determinat ion of oxygen i n  organic  compounds. 
It w a s  proposed t o  use  t h i s  r e a c t i o n  t o  determine carbon monoxide evolu t ion  
from t h e  palladium-charcoal c e l l  a f t e r  so rp t ion  of a known quan t i ty  of gas  
i n  the  usua l  manner. 
Reaction (1) occurs  i n  the  temperature range from 6OoC t o  150OC. A t  
h igher  temperatures,  > 195"C, iod ine  pentoxide begins  t o  evolve iod ine  by 
thermal decomposition. The iod ine  l i b e r a t e d  from iodine  pentoxide is trapped 
i n  potassium iodide  s o l u t i o n  and determined by t i t r a t i o n  wi th  s tandardized 
sodium t h i o s u l f a t e .  
- 
I2 + 2s20, + 21- + s40; 
Varia t ions  on t h i s  a n a l y t i c a l  technique inc lude  
2 a. Determination of carbon d ioxide  b y - p r e c i p i t a t i o n  wi th  B a C l  
b.  Oxidation of i od ine  t o  ioda te  wi th  sodium formate,  decomposition 
of excess formate wi th  bromine, removal of bromine and r e a c t i o n  
of i o d a t e  wi th  iod ide  t o  y i e l d  iod ine .  
c. Trapping iod ine  i n  concentrated sodium hydroxide, followed by 
n e u t r a l i z a t i o n  and determinat ion of t he  iod ine .  
The method used i n  Perkin-Elmer Aerospace Div is ion ' s  experiment, t rap-  
ping iod ine  i n  potassium iodide,  and d i r e c t  t i t r a t i o n  w a s  chosen because i t  
appeared t o  b e  t h e  s imples t  method t h a t  could be  r e a d i l y  undertaken i n  the  
labora tory  
The apparatus  shown i n  Figure 33 w a s  used f o r  t hese  experiments. It 
c o n s i s t s  of a g l a s s  tube containing the  iod ine  pentoxide which i s  connected 
t o  a U-shaped bubble chamber containing potassium iod ide  so lu t ion .  The tube 
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is  connected t o  a gas stream through a Kovar glass-to-metal seal and a 1 / 4  
inch  Swagelok f i t t i n g .  
series of earlier des igns ,  which w e r e  unsa t i s f ac to ry  because i t  appeared 
t h e r e  w e r e  l o s s e s  of i od ine  due to  incomplete trapping i n  some ins t ances  o r  
because of i od ine  deposited on the  cold su r faces  between the  h o t  i od ine  pen- 
tox ide  zone and the  cold area containing t h e  potassium iod ide  so lu t ion .  The 
apparatus w a s  somewhat awkward to  use, bu t  t h e r e  was  no evidence of i od ine  
l o s t  from the  potassium iod ide  s o l u t i o n  wi th  t h i s  apparatus.  
The design of t he  bubble chamber evolved from a 
I n  prel iminary experiments, t he  iod ine  pentoxide appara tus  w a s  connected 
through t h e  Swagelok f i t t i n g  t o  a s t a i n l e s s  steel tube which contained a 
Swagelok tee, one end of which w a s  f i t t e d  wi th  a s i l i c o n e  rubber system f o r  
i n j e c t i o n  of carbon monoxide gas and the o the r  end of which w a s  connected 
through a flow meter t o  an argon tank. Known amounts of carbon monoxide 
(50-200 1.12 NTP) w e r e  i n j e c t e d  through the system and c a r r i e d  through the 
iod ine  pentoxide tube f o r  r eac t ion .  The l i b e r a t e d  iod ine  w a s  c a r r i e d  t o  t h e  
potassium iod ide  s o l u t i o n  i n  the  U-tube where i t  w a s  trapped by r e a c t i o n  wi th  
potassium iodide.  
+ -  
I 3  I2 + 1- f 
I n  i n i t i a l  experiments t h e  recovery of i od ine  ranged from 60 t o  80% wi th  
3 var ious  ve r s ions  of t h e  apparatus.  With t h e  system f i n a l l y  used, t h e  recovery 
w a s  approximately 80% of t h e o r e t i c a l .  Further a t tempts  t o  improve t h e  y i e l d  
w e r e  unsuccessful  and i t  w a s  decided t o  accept  t h e  80% recovery r a t h e r  than 
expend a d d i t i o n a l  e f f o r t  t r y i n g  t o  improve t h i s  r e s u l t .  
A measured quan t i ty  of a purchased mixture  of carbon monoxide and n i t r o u s  
oxide i n  argon was  analyzed and r e s u l t s  based on an  80% recovery level agreed 
wi th  r epor t ed  a n a l y s i s  f o r  carbon monoxide, 475 ppm. 
The palladium charcoa l  cell  w a s  t e s t e d  wi th  a sample of carbon monoxide 
The ce l l  sa tu ra t ed  wi th  2 liters of a t  a concent ra t ion  of 100 ppm i n  argon. 
gas (425 cc/min), corresponding to  an equi l ibr ium cons tan t  of 7 x 10-4 gm/cc. 
The cel l  w a s  purged wi th  argon a t  a flow rate of 138 cc/min f o r  1 minute. It 
was  connected t o  t h e  iod ine  pentoxide tube and heated wi th  argon carrier gas 
flowing a t  a rate of 50 cc/min. 
of the c a l c u l a t e d  amount of carbon monoxide (uncorrected f o r  t h e  80% of theo- 
retical recovery wi th  known carbon monoxide samples). A blank va lue  had been 
previous ly  run  wi th  t h e  ce l l  and no carbon monoxide had been recovered. 
The iod ine  y i e l d  corresponded t o  85% recovery 
The cell  was  t e s t e d  wi th  a sample of carbon monoxide i n  a i r  a t  a concen- 
A 3 - l i t e r  sample w a s  used and t h e r e  w a s  no s i g n  of carbon t r a t i o n  of 25 ppm, 
monoxide on the  Monoxor d e t e c t o r ,  i nd ica t ing  t h a t  t he  sample w a s  completely 
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sorbed. 
desorb carbon monoxide b u t  only 5% of t h e  t h e o r e t i c a l  amount w a s  recovered 
a t  temperatures up t o  275OC. 
The cel l  w a s  heated under argon a t  a flow rate  of 20 cc/min t o  
Another sample of carbon monoxide i n  a i r  w a s  t e s t e d  a t  a concent ra t ion  
of 100 ppm. The ce l l  w a s  run  t o  s a t u r a t i o n  which occurred a t  t h e  same va lue  
as previous ly  noted f o r  t h e  sample a t  100 ppm i n  argon. The c e l l  w a s  purged 
with argon a t  a flow rate  of 400 cc/min f o r  1 minute and heated i n  argon a t  
a flow rate of 65 cc/min. L e s s  than 10% of t h e  t h e o r e t i c a l  amount of carbon 
monoxide w a s  recovered a t  temperatures below 3 1 O O C .  A t  temperatures above 
325OC, copious amounts of carbon monoxide w e r e  desorbed. This w a s  determined 
by the  iod ine  pentoxide method and v e r i f i e d  by a test wi th  t h e  Carbon Monoxor 
u n i t ,  al though t h i s  d e t e c t o r  ind ica ted  a lower evolu t ion  rate than t h e  iod ine  
pentoxide method. 
Af te r  t h i s  experiment, the  palladium-charcoal w a s  heated i n  a n  argon 
stream f o r  24 hours a t  325OC. The s o r p t i o n  of carbon monoxide w a s  r e t e s t e d  
wi th  the Carbon Monoxor, and it w a s  found t h a t  e s s e n t i a l l y  none sorbed. The 
cell  w a s  t r a n s f e r r e d  t o  a vacuum system and heated f o r  48 hours a t  tempera- 
t u r e s  i n  the  range 275OC t o  300OC. 
of t h i s  i n t e r v a l  w a s  ques t ionable  and t h e  ce l l  w a s  re turned  t o  t h e  vacuum 
system f o r  f u r t h e r  condi t ioning.  
detached from the  vacuum system and t e s t e d  f o r  carbon monoxide r e t e n t i o n ,  
b u t  t h i s  aga in  appeared equivocal.  
130 1.12 of CO, bu t  when the  ce l l  w a s  purged wi th  argon carbon monoxide w a s  
observed (with the  Monoxor) i n  t h e  e f f l u e n t  gas.  
Sorp t ion  of carbon monoxide a t  the  end 
Af ter  140 hours a t  275OC the  c e l l  w a s  
There w a s  an apparent  so rp t ion  of about 
It w a s  decided a t  t h i s  po in t  t o  examine the  performance of t h e  c e l l  on 
the  mass spectrometer.  However, during t h i s  test ,  i t  w a s  discovered t h a t  
t he  pumping speed through the  bypass valve on t h e  m a s s  spectrometer i n l e t  
system had decreased by a f a c t o r  of two from previous ly  measured va lues  and, 
accordingly,  va lues  f o r  w a t e r  and carbon dioxide w e r e  h igher  than normal. 
Consequently, no v a l i d  conclusions about t h e  CO ce l l  performance could be 
obtained from t h i s  approach u n t i l  t he  pumping speed problem could be  cor rec ted .  
A t  t h i s  p o i n t  experiments wi th  t h e  palladium charcoa l  ce l l  w e r e  terminated. 
Experiments wi th  Other Sorbents 
Two new palladium sorbents  were prepared and t e s t e d  during t h e  course 
of t he  experiments descr ibed above. 
P o r a s i l  A and 10% palladium ch lo r ide  on Davisson S i l ica  Gel-08. 
These w e r e  10% palladium ch lo r ide  on 
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Method of Preparat ion.-  Two grams of PdCl2 from Research Inorganic 
The s o l u t i o n  w a s  Chemicals w e r e  d i sso lved  i n  d i l u t e  hydrochlor ic  ac id .  
f i l t e r e d  and one-half w a s  added t o  10 grams of P o r a s i l  A and one-half t o  
10 grams of s i l i c a  ge l .  
were evaporated t o  dryness with low head under a slow stream of helium. 
The s l u r r i e s  w e r e  allowed t o  s tand  overn ight ,  and 
The palladium-chloride-Porasil A sorbent  (2 t o  6g) w a s  packed i n  a 4 
inch s e c t i o n  of 3/8 inch  x 0.065 inch s t a i n l e s s  steel  tubing. 
under helium slowly t o  a f i n a l  temperature of 375OC. 
ch lo r ide  w a s  noted; hea t ing  w a s  continued u n t i l  no more H C 1  w a s  evolved. The 
c a p a b i l i t y  f o r  r e t e n t i o n  of carbon monoxide w a s  t e s t e d  a t  a concent ra t ion  of 
100 ppm; approximately 500 m i c r o l i t e r s  of carbon monoxide w e r e  sorbed. Carbon 
monoxide d i d  not desorb from t h i s  c e l l  a t  temperatures below 400OC. 
It w a s  heated 
Evolution o f  hydrogen 
The sorbent  w a s  heated with hydrogen a t  temperatures between 190 t o  2OOOC 
f o r  25 minutes t o  reduce t h e  palladium chlor ide .  Retent ion of carbon monox- 
i d e  increased  t o  3500 m i c r o l i t e r s .  However, t h e  desorp t ion  temperatures were 
s t i l l  h igher  than  400°C. 
about 900 m i c r o l i t e r s  of CO, and again CO recovery only occurred a t  tempera- 
t u r e s  i n  excess of 400°C. It w a s  suspected at t h i s  po in t  t h a t  t h e  apparent 
evolu t ion  of carbon monoxide a t  temperatures above 4OOOC w a s  due t o  decom- 
pos i t i on  of t h e  iod ine  pentoxide by t h e  hot  argon coming from t h e  cell.  When 
t h e  experiment w a s  repeated wi th  a longer  tube between t h e  c e l l  and t h e  iod ine  
pentoxide tube,  only small amounts of carbon monoxide were recovered. 
I n  t h e  next experiment t h e  sorbent s a t u r a t e d  a t  
I n  t h e s e  experiments, i t  was  observed t h a t  each t i m e  carbon monoxide was  
sorbed less w a s  taken up than i n  t h e  previous experiment. However, with t h e  
l imi t ed  d a t a  and t h e  f a c t  t h a t  carbon monoxide apparently cannot be  desorbed 
from t h i s  so rben t ,  i t  i s  not c e r t a i n  t h a t  t h i s  is  a s i g n i f i c a n t  observation. 
Palladium Chloride on S i l i ca  G e l . -  A c e l l  conta in ing  3.73 grams of t h i s  
sorbent w a s  prepared from a 4 inch  s e c t i o n  of stainless s teel  tubing (3/8 - -  
inch  x 0.042 inch) .  
so rp t ion  of carbon monoxide checked a f t e r  condi t ion ing  a t  inc reas ing  t e m -  
pera tures .  No s o r p t i o n  of CO w a s  noted a f t e r  conditioning up t o  tempera- 
t u r e s  of 325OC. 
sorbent  took up approximately 300 m i c r o l i t e r s  of carbon monoxide. However, 
t h i s  CO w a s  not desorbed up t o  temperatures of 45OOC. 
repeated wi th  e s s e n t i a l l y  the  same r e s u l t .  Work wi th  t h i s  sorbent  w a s  d i s -  
continued a t  t h i s  po in t .  
Conditioning w a s  c a r r i e d  out  slowly wi th  helium and 
Af ter  f u r t h e r  condi t ion ing  at temperatures up t o  415"C, t h e  
The experiment w a s  
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HEAT TRANSFER CALCULATIONS 
AND EXPERIMENTAL TESTS 
The power required t o  hea t  t h e  CO Accumulator C e l l  i s  ca l cu la t ed  from the  
hea t  l o s s  a t  s teady  state a t  t h e  maximum temperature requi red  f o r  desorption. 
I n  these  c a l c u l a t i o n s  t h a t  temperature is assumed t o  b e  250OC. Various cel l  
geometries are considered. 
Heat l o s s e s  from t h e  ce l l  occur i n  t h r e e  ways: 1 )  r a d i a t i o n  and con- 
vec t ion  from t h e  cel l ;  2) conduction through and r a d i a t i o n  and convection 
from t h e  connecting sample l i n e s ;  and 3) by c a r r i e r  gas flow through t h e  cell.  
The la t ter  two mechanisms are assumed t o  be  independent of t h e  cel l  geometry. 
The 
geometry 
Q =  
- 
Tc - 
Ta 
"2 - 
= 
- 
r =  1 
h =  
K =  
L =  
equat ion  used t o  c a l c u l a t e  t h e  hea t  l o s s e s  f o r  c e l l s  of c y l i n d r i c a l  
i s  : 
2.rr (Tc - T a l  
r2h K rl 
X L  Q E l  1 r - + - l og  n -2 
To ta l  power required ( ca l / s ec )  
Temperature of t h e  cel l  (250°C) 
Ambient temperature 25OC 
Radius of t h e  i n s u l a t i o n  (cm) 
Radius of t h e  c e l l  
Heat t r a n s f e r  c o e f f i c i e n t  from t h e  su r face  of t h e  i n s u l a t i o n  
(cal/cm2 sec OC) 
Thermal conduct iv i ty  of t h e  i n s u l a t i o n  (cal/cm O C  s e c )  
Length of t h e  cel l .  
i 
.- . 
Heater power requirements ca l cu la t ed  f o r  var ious  assumed va lues  of t h e  
parameters are summarized i n  Table 10. These power requirements are f o r  a 
c e l l  of 1 cc volume. Two heat  t r a n s f e r  c o e f f i c i e n t s  were used i n  these  cal- 
cu la t ions .  
a 1 / 8  inch  e l ec t ropo l i shed  s t a i n l e s s  steel tube; i t  compares r e l a t i v e l y  w e l l  
wi th  a va lue  ca l cu la t ed  f o r  nichrome w i r e  of t h e  same diameter. 
The lower va luep  l x 10-3 cal/cm2 s e c  O C ,  i s  t h a t  measured f o r  
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TABLE 10.- HEATER POWER REQUIREMENTS FOR ACCUMULATOR CELLS 
C e l l  Radius 
(inches) 
0.0625 
( .056 cm3/ cm) 
0.125 
(.23 cm /cm) 
0.1875 
(.50 cm /cm) 
, 
, 
0.0625 
0 e 1875 
Tubes 
Heater Power (watts/cm ) 3 
__I 
Insu la t ion  
(inches) 
0.0725 
0.09 
0.125 
0.135 
0.180 
0.250 
0.1975 
0.250 
0.375 
0.0725 
0.09 
0.125 
0.1975 
0 e 250 
0.375 
2 H = 5 x cal/cm sec 
K = 0.001 
85.5 
85.5 
80 
38.6 
31.6 
25.6 
26.2 
19.6 
12.9 
Tubes 
0 * 002 
91.5 
100 
10 8 
41  
41 
38.4 
27.8 
25.7 
21.1 
0.0002 
58 
39 
26 
26.2 
11.2 
18.3 
6.75 
3.2 
6.55 
2 H = 1 x cal/cm sec 
K = 0.001 
1 9  
22.3 
27.4 
5.65 
6.30 
6.80 
0.002 
19.3 
23.2 
30 .O 
5.85 
6.85 
8.3 
0.0002 
17.2 
17.7 
16.0 
5.3 
3.9 
2.6 
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K = 0.001 
11.8 
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0.0002 
3.92 
TABLE 10. (Cont) 
K = 0.001 
7.4 
0.0002 
1.8 
Calculat ions were a l s o  performed f o r  a higher  value of h t o  examine 
t h e  e f f e c t  of the  magnitude of t h i s  parameter on power requirements. 
hea t  l o s s e s  q u a n t i t a t i v e l y .  
f o r  g l a s s  wool a t  a dens i ty  of 0.064 gmlcc. 
Several 
The lowest value of thermal conduct ivi ty  is  t h a t  
thermal conduct ivi ty  values  were used t o  tes t  t h e  e f f e c t  of t h i s  parameter on . i  
Two o the r  geometries were considered i n  these  ca l cu la t ions .  
was a 1/8 inch tube co i l ed  i n  a f l a t  s p i r a l  of 1 inch rad ius ,  which i s  
heated between two p l a t e s  i n su la t ed  on the  outs ide .  The o ther  cel l  w a s  a 
c o i l  of 1/8 inch tubing wi th  a 0.75 inch  i n s i d e  d iameter .  
by hea te r  w i r e  wrapped around t h e  c o i l .  The c o i l  is  insu la t ed  by var ious 
thicknesses  of i n s u l a t i o n .  
and i t  i s  assumed t h a t  hea t  l o s s e s  occur only over t h e  ou t s ide  su r face .  
One ce l l  
Heat is  suppl ied 
The cen te r  of t he  c o i l  i s  packed wi th  g l a s s  wool 
The r e s u l t s  i n  Table 10 show t h a t ,  as expected, h e a t e r  power require-  
ments are lowest f o r  t he  geometry which has minimum su r face  area per  u n i t  
volume. It i s  i n t e r e s t i n g  t o  no te ,  from Table 10, t h a t  f o r  h = 1 x 10-3 
a c t u a l l y  increases  as the  thickness  of t h e  i n s u l a t i o n  increases .  For the  
1/8 inch OD tube,  hea t ing  powers a r e  lower wi th  no i n s u l a t i o n ,  un less  t h e  
i n s u l a t i o n  has very low conduct ivi ty .  This arises from t h e  f a c t  t h a t :  i f  
cal/cm 2 sec, i n  cases where K i s  high (0.001, 0.002), t h e  hea t  loss 
h ; i f  r1 > 1, t h e  hea t  h h rl < 1, t h e  heat  flow has a maximum a t  r = - 2 K  
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flow s t e a d i l y  decreases as The smaller t h e  diameter of t h e  
tubing, t he re fo re ,  t h e  lower must be  t h e  thermal conduct iv i ty  of t h e  insu- 
r 2  inc reases .  
l a t i o n  i n  order  t o  decrease the  hea t  l o s s e s  by i n s u l a t i n g  t h e  tube 1 e
The cooling t i m e  increases  as the  i n s u l a t i o n  inc reases .  Calculated 
curves are shown i n  Figure 34a f o r  two d i f f e r e n t  cells and test r e s u l t s  are 
shown i n  Figure 34b through 34g. 
The ower requi red  t o  hea t  argon carrier gas is ca l cu la t ed  t o  be 
3.0 x 
t o  0.015 w a t t s ,  which is s m a l l  i n  comparison t o  t h a t  required f o r  t h e  c e l l .  
watts/cc/min. A t  a flow rate of 5 cc/min, t h i s  is  equiva len t  
Heat l o s s e s  by conduction through t h e  gas sample tubes were ca l cu la t ed  
t o  be 0.73 w a t t s  f o r  two tubes 1/16 inch i n  diameter.  This value is cal- 
cu la t ed  on t h e  b a s i s  t h a t  t h e  temperature w i l l  drop t o  t h e  ambient value 
(25OC) i n  a 1 centimeter length.  
t r a n s f e r  c o e f f i c i e n t  of 12 x 10-3 cal/cm2 s e c ;  f o r  a hea t  t r a n s f e r  coef- 
f i c i e n t  lower by a f a c t o r  of 10,  t h e  length  t o  cool  t o  25OC inc reases  hut  
t h e  n e t  hea t  l o s s  decreases by a f a c t o r  of t h ree . )  
(This is  estimated on t h e  b a s i s  of a h e a t  
From these  c a l c u l a t i o n s ,  i t  is  apparent t h a t  t h e  power requirements 
are least f o r  s h o r t e r  cells 
Experimental Evaluat ion of Heater Power Requirements 
Some experiments were performed t o  eva lua te  t h e  power requirements f o r  
hea t ing  t h e  cel l ;  t hese  are summarized as follows: 
a. The power required to  h e a t  an uninsulated s t a i n l e s s  steel tube s i x  
inches i n  length  (1/8 inch  OD x 0.010 inch wa l l )  conta in ing  pa l -  
ladium charcoa l  sorbent  t o  255OC a t  t h e  cen te r  po in t  of t h e  tube 
i s  14.2 w a t t s .  
t h e  ends of t h e  tube and t h e  cen te r .  
A temperature grad ien t  of about 100°C e x i s t s  between 
b. Using an aluminum r e f l e c t o r  reduces t h e  power requirements t o  11.2 
watts e 
c. With g l a s s  wool i n s u l a t i o n  between t h e  cell  and t h e  aluminum shea th  
reduces t h e  power required t o  8.1 w a t t s .  The temperature g rad ien t  
between t h e  cen te r  and t h e  ends of t h e  tube is  about 7OoC. 
Ref: C a r s l a w  and Jaeger ,  Conduction of Heat i n  Sol ids ,  Oxford University 
P r e s s ,  2nd Ed i t ion  1959. 
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d. With argon flowing through t h e  cel l ,  t h e r e  is  an inc rease  i n  power 
requi red  t o  9.5 w a t t s  t o  maintain a temperature of 255°C a t  t h e  
center of t h e  tube. This power requirement i s  independent of 
t he  flow rate of argon, and s i n c e  t h e r e  is a s u b s t a n t i a l  tempera- 
t u r e  g rad ien t  on t h e  end of t h e  tube  t o  which the  argon supply i s  
a t t ached ,  i t  i s  concluded t h a t  t h e  increased  power requi red  i s  due 
t o  l o s s e s  t o  t h e  argon supply l i n e s  and Swagelok connections. The 
end l o s s e s  t o  t h e s e  l i n e s  appears  t o  be  h igher  than s imple hea t  
t r a n s f e r  c a l c u l a t i o n s  i n d i c a t e .  
e. One f u r t h e r  test  w a s  performed on a s p i r a l  co i l ed  tube of t h e  same 
Power requi red  t o  h e a t  t h e  packed s e c t i o n  
Nine minutes are requi red  t o  hea t  t h e  cell  
dimensions. This tube w a s  wrapped wi th  glasswool t o  an ou t s ide  
diameter of 1.4 inches.  
t o  250°C w a s  4.7 w a t t s .  
from room temperature t o  250OC. The temperature grad ien t  i n  t h e  
packed s e c t i o n  w a s  about 10°C; t h e  cooling t i m e  w a s  approximately 
20 minutes. 
The co i l ed  geometry which minimizes t h e  su r face  h e a t  l o s s e s  obviously 
r ep resen t s  t h e  minimum power requirement. The experimental ly  measured va lue  
is  wi th in  t h e  range a n t i c i p a t e d  from t h e  c a l c u l a t i o n s  described earlier. 
Further reduct ion  i n  power requirements must come from minimizing t h e  thermal 
conduct iv i ty  of t h e  i n s u l a t i o n  and l o s s e s  from t h e  s u r f a c e  of t h e  i n s u l a t i o n .  
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DESIGN OF A TEST MODEL 
CARBON MONOXIDE ACCUMULATOR CELL 
In t roduct ion  
Carbon monoxide i s  t o  be determined using an accumulator ce l l  t o  
inc rease  i t s  e f f e c t i v e  concent ra t ion  i n  t h e  gas sample analyzed by t h e  mass 
spectrometer. This p r o j e c t  no te  conta ins  a d iscuss ion  of t h e  f a c t o r s  
involved i n  t h e  determinat ion of carbon monoxide by t h i s  technique and a 
desc r ip t ion  of two systems t o  be evaluated by experimental tests. 
The o r i g i n a l  accumulator cel l  f o r  carbon monoxide w a s  developed during 
t h e  Laboratory Contaminant Sensor s t u d i e s .  This u n i t  w a s  operated under 
vacuum desorp t ion  condi t ions .  Subsequently, t h e  p o s s i b i l i t y  of opera t ing  
t h e  ce l l  i n  conjunct ion wi th  Two G a s  Sensor w a s  considered i n  order t o  per- 
mit  t h e  major components of t h e  atmosphere and carbon monoxide t o  be de te r -  
mined w i t h  a s i n g l e  system. This change i n  t h e  mode of opera t ion  a f f e c t s  
t h e  s e n s i t i v i t y  wi th  which carbon monoxide can be determined. The ex ten t  
of t h i s  e f f e c t  cannot be evaluated from t h e  e x i s t i n g  da ta  on t h e  sorbent 
c h a r a c t e r i s t i c s .  Therefore,  i n  t h i s  design note  both vacuum and non- 
vacuum modes of opera t ion  are considered and two system designs are pro- 
! posed f o r  test. 
The end o b j e c t i v e  of t h i s  program i s  t o  develop an automated instrument 
which can m e e t  t h e  weight and power c o n s t r a i n t s  imposed f o r  space i n s t r u -  
mentation and provide adequate s e n s i t i v i t y  f o r  t h e  de t ec t ion  of carbon 
monoxide. To meet t h i s  ob jec t ive ,  i t  is necessary t o  o b t a i n  a d d i t i o n a l  
information about t h e  physical-chemical c h a r a c t e r i s t i c s  of t h e  sorbent and 
t o  eva lua te  whether t h e  des i r ed  s e n s i t i v i t y  can be achieved i n  a system 
designed a l s o  t o  monitor major components of t h e  atmosphere. The test sys- 
tem t o  be  described i s  designed t o  g ive  more information about t he  charac- 
teristics of t h e  sorbent  by observing i t s  performance under a change of 
v a r i a b l e s  and a t  t h e  same t i m e  t o  move i n  t h e  d i r e c t i o n  of reducing t h e  
system s i z e  t o  a value which i s  i n  t h e  range of t h a t  which may be considered 
f o r  f l i g h t  ins t rumenta t ion .  The t r a n s l a t i o n  of t h e  system from vacuum oper- 
a t i o n  t o  atmospheric p re s su re  opera t ion  i s  considered i n  t h e  a n a l y s i s ,  and 
an a l t e r n a t e  system design based on atmospheric opera t ion  is  described. 
System Function 
The CO accumulator c e l l  system must perform t h e  following func t ions :  
a. Sample t h e  a i r  f o r  carbon monoxide. 
b. Separate organics from t h e  sample p r i o r  t o  s o r p t i o n  of carbon 
monoxide e 
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c.  Remove r e s i d u a l  a i r  from t h e  system p r i o r  t o  hea t ing  t h e  carbon 
monoxide sorbent  e 
d. Heat t h e  sorbent  t o  desorb carbon monoxide. 
e. Provide a means t o  d e t e c t  t h e  carbon monoxide and q u a n t i t a t i v e l y  
relate t h e  d e t e c t o r  s i g n a l  t o  t h e  concent ra t ion  of carbon monoxide 
i n  t h e  sample. 
f .  Repeat t h e  a n a l y s i s  at s t a t e d  i n t e r v a l s .  
Sampling t h e  air on a sorbent  which is  t o  sorb  carbon monoxide r equ i r e s  
t h a t  t h e  a i r  come i n t o  good contact w i th  t h e  sorbent .  
e f f e c t i v e l y  accomplished by fo rc ing  t h e  a i r  t o  flow through a packed bed of 
t h e  sorbent.  
This i s  genera l ly  most 
The sorbent  which is used t o  r e t a i n  carbon monoxide a l s o  has  good 
r e t e n t i o n  p rope r t i e s  f o r  many organics and t h e s e  must be removed from t h e  
sample p r i o r  t o  s o r p t i o n  of carbon monoxide t o  avoid i n t e r f e r e n c e  i n  mass 
s p e c t r a  a t  m / e  28. This i s  accomplished by f i r s t  passing t h e  a i r  through 
a scrubber sorbent  which w i l l  s e l e c t i v e l y  remove organics ,  and then  through 
the  carbon monoxide s o r p t i o n  cell.  
Since t h e  carbon monoxide is  t o  be  de tec ted  wi th  mass spectrometers,  i t  
i s  e s s e n t i a l  t o  remove most of t he  a i r  from t h e  system before  desorbing t h e  
carbon monoxide. This can be accomplished by e i t h e r  pumping a i r  o f f  wi th  a 
vacuum pump o r  by f lu sh ing  t h e  s y s t e m w i t h  some o the r  i n e r t  gas. 
these  techniques a f fo rds  a p e r f e c t  s epa ra t ion  - but  i t  is  only necessary t o  
reduce the  n i t rogen  conten t  t o  a low level above which t h e  carbon monoxide 
can be  de tec ted .  The oxygen content should a l s o  be  reduced t o  avoid i n t e r -  
f e r i n g  r eac t ions  between oxygen and carbon which may occur a t  h igher  tempera- 
t u r e s  i n  t h e  range of t h e  desorp t ive  temperature. 
Nei ther  of 
The sorbent  is heated t o  desorb t h e  carbon monoxide. The pressure  of 
carbon monoxide which r e s u l t s  i n  hea t ing  t h e  system is  determined by t h e  
physical-chemical p r o p e r t i e s  of t h e  sorbent ,  by t h e  amount of sorbent  i n  t h e  
system and t h e  volume of t h e  system, and a l s o  by t h e  mode of opera t ion  of t he  
system. The e f f e c t s  of t hese  f a c t o r s  on system s e n s i t i v i t y  are evaluated i n  
the  following s e c t i o n  on system ana lys i s .  The power requirements f o r  hea t ing  
t h e  c e l l  are an important cons idera t ion  i n  t h e  design of a f l i g h t  system. 
Un t i l  more experience i s  obtained with t h e  smaller systems, t h e  t r a d e o f f s  i n  
s e n s i t i v i t y  versus power requirements cannot be r e a l i s t i c a l l y  evaluated. 
The mass spectrometer  is  used t o  measure t h e  p re s su re  of carbon monoxide 
on desorp t ion ,  and t h i s  pressure  must be r e l a t e d  t o  t h e  concent ra t ion  of car- 
bon monoxide i n  t h e  o r i g i n a l  sample, I n  t h e  Laboratory Contaminant Sensor 
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s tudy,  t h e  pressure  a t  t h e  peak of t h e  desorp t ion  curve w a s  used as a measure 
of t h e  o r i g i n a l  carbon monoxide concentrat ion.  Background levels due t o  
r e s i d u a l  n i t rogen  were subt rac ted  f o r  t h i s  purpose. For a f l i g h t  system, i t  
w i l l  b e  s impler  t o  use t h e  pressure  measured at some predetermined tempera- 
t u r e  during desorpt ion.  I f  t h e  n i t rogen  level i s  r e l a t i v e l y  s t a b l e  from 
one ana lys i s  t o  another ,  t h e  predetermined level can be  simply subt rac ted  
from t h e  m / e  28 peak a t  t h e  s e l e c t e d  temperature. 
a l s o  s impl i fy  t h e  e l e c t r o n i c s  involved i n  present ing  t h e  a n a l y t i c a l  r e s u l t  
f o r  a f l i g h t  system. 
Such a measurement would 
The ana lys i s  of carbon monoxide and determinat ion of t he  major atmos- 
pher ic  components is  scheduled t o  t a k e  p l ace  on a d e f i n i t e  cycle .  
t e n t a t i v e l y  assumed would measure t h e  major atmospheric components continu- 
ously f o r  a given t i m e  per iod during which carbon monoxide is sampled from 
t h e  a i r .  A t  t h e  end of t h a t  i n t e r v a l ,  t h e  carbon monoxide measurement would 
start wi th  e i t h e r  purge gas flow through t h e  cel l  o r  vacuum pump t o  remove 
t h e  r e s i d u a l  a i r .  Next, t h e  sorbent  ce l l  would be  heated and, at some t e m -  
pera ture ,  t h e  carbon monoxide pressure  would be  recorded as an i n d i c a t i o n  
of  t he  concent ra t ion  i n  t h e  atmosphere. 
cool  and t h e  cyc le  would be  repeated.  The f l i g h t  system design must repea t  
t h i s  cyc le  continuously.  The test system design has  as one of  i t s  objec- 
t ives t h e  eva lua t ion  of  components and t h e  s i m p l i f i c a t i o n  of opera t ions  t o  
t h e  poin t  where automation of t he  device can be  undertaken i n  t h e  next  
The system 
Then t h e  cel l  would b e  allowed t o  
'x design phase. 
Analysis of t h e  System 
The ana lys i s  of t h e  system begins  wi th  cons idera t ion  of t h e  pressures  
requi red  a t  t h e  mass spectrometer i n l e t  leak t o  y i e l d  a de tec t ab le  s i g n a l  
f o r  t h e  minimum concent ra t ion  of  carbon monoxide. The design of a system 
t o  fu rn i sh  t h e  requi red  pressure  i s  considered, and equat ions are der ived  
t o  relate the  v a r i a b l e s  which c o n t r o l  t h e  desorpt ion pressure .  Unfortu- 
na t e ly ,  t h e  a v a i l a b l e  q u a n t i t a t i v e  d a t a  is  l imi t ed  and t h e  e f f e c t s  of some 
of t h e  parameters can only be  est imated a t  p re sen t .  The test system f o r  
t h i s  program is  designed on t h e  b a s i s  of assumptions f o r  some of  t hese  
q u a n t i t i e s  a 
Background Factors.-  S igna l  requirements are considered f o r  two systems: 
t h e  cyc lo ida l  focusing mass spectrometer which w i l l  b e  used i n  the  a c t u a l  
test program, and t h e  Mass Spectrometer Atmosphere Sensor which w i l l  b e  used 
i n  t h e  f l i g h t  system. 
The primary cons idera t ion  involved i n  eva lua t ing  s i g n a l  requirements is 
t h e  background i n  t h e  instrument o r  system used t o  d e t e c t  carbon monoxide. 
This can be regarded as t h e  s i g n a l  which would r e s u l t  from an a i r  sample 
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which does not conta in  any carbon monoxide. This background c o n s i s t s  of 
t h r e e  elements : 
1) The no i se  o r  d r i f t  level i n  t h e  d e t e c t o r ,  
2) The instrument background a t  m / e  28,  and 
3) The system background at m / e  28. 
I n  t h e  cyc lo ida l  focussing instrument t h e s e  components are r e a d i l y  
i d e n t i f i e d .  The n o i s e  l e v e l  is  about s i x  d i v i s i o n s  equivalent t o  an i n l e t  
system p res su re  of 0.006 microns. (One d i v i s i o n  corresponds t o  an ion  cur- 
r en t  of 10-16 amperes. With t h e  l eak  used f o r  contaminant a n a l y s i s ,  t h e  
instrument has a s e n s i t i v i t y  of 1000 divis ions/micron of n i t rogen  i n  t h e  
i n l e t  system.) 
d i v i s i o n s  o r  0.3 micron. When t h e  Laboratory Contaminant System (LCS) is  
operated i n  t h e  usua l  desorp t ion  mode, t h e  background from t h e  cel l  and t h e  
i n l e t  system from a sample of a i r  containing no carbon monoxide i s  of t h e  
order of 1000 d iv i s ions .  This corresponds t o  a pressure  of 1.0 micron a t  
m / e  28 and r ep resen t s  t h e  background which t h e  carbon monoxide s i g n a l  must 
exceed i n  order  t o  be d e t e c t a b l e  i n  t h e  e x i s t i n g  LCS ins t rumenta t ion .  
t h e  desorp t ion  mode o r  system geometry is  changed, t h e  background l e v e l  w i l l  
change and should be evaluated f o r  t h a t  system. Anticipated l e v e l s  of n i t r o -  
gen are ca l cu la t ed  f o r  t h e  test  system i n  a la te r  s e c t i o n .  
The background i n  t h e  analyzer is  of t h e  order of 300 
When 
For t h e  Atmospheric Sensor Mass Spectrometer, t h e  noise  l e v e l  i s  less 
s i g n i f i c a n t  than  t h e  d r i f t  l e v e l ,  which i s  assumed t o  be of t h e  order  of 
10 mV f o r  t h e  h ighes t  feedback r e s i s t o r ,  1 x 1 0 l 2  ohms. This corresponds 
t o  an i o n  c u r r e n t  of 
amps/torr w i th  an i n l e t  l eak  conductance of 1 x 10-5 cc / sec  and a nominal 
source conductance of 40 cc/sec; t h i s  is  equiva len t  t o  an i n l e t  p re s su re  of 
16 microns which is  n e g l i g i b l e  i n  comparison w i t h  t h e  background. The back- 
ground at m / e  28 is of t h e  order of 2.5 x 10-13 amperes, which is equivalent 
t o  0.4 t o r r  a t  the l eak  f o r  a leak  conductance of 10-5 cc/sec. 
l eak  conductance is used, of t he  same order  as t h a t  used i n  t h e  cyc lo ida l  
instrument,  t h i s  background value w i l l  correspond t o  a lower i n l e t  system 
pressure.  
amperes. A t  a source  s e n s i t i v i t y  of 2.5 x 10-6 
I f  a lower 
For a 0.2 cc / sec  leak,  t h i s  pressure  i s  0.2 micron. 
Thus, i f  t he  Two Gas Sensor were used wi th  t h e  e x i s t i n g  opera t ing  
system, t h e  background would be predominantly t h a t  due t o  t h e  sorbent  c e l l .  
However, i f  i t  is a requirement t o  measure t h e  p a r t i a l  p re s su re  of t he  
atmospheric components w i t h  t h e  same instrument,  i t  w i l l  be  necessary t o  
e s t a b l i s h  from the  mode of opera t ion  whether t h e  c e l l  background o r  t h e  
instrument background is  t h e  l i m i t i n g  f a c t o r .  The same cons idera t ions  apply 
t o  the  cyc lo ida l  instrument.  I f  t h e  leak  conductance i s  decreased, so  t h a t  
t h e  instrument  can sample a t  atmospheric p re s su re ,  t h e  background pressure  
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of n i t rogen  i n  the  ana lyzer  w i l l  correspond t o  a h igher  i n l e t  system pres-  
sure .  Assuming t h a t  t h e  c e l l  background of 1 micron remains cons tan t ,  t h e  
p re s su re  of carbon monoxide t h a t  can j u s t  be de tec ted  would inc rease  t o  a 
va lue  about equiva len t  t o  t h a t  of t h e  Two G a s  Sensor. 
One f u r t h e r  cons idera t ion  i s  involved i n  e s t a b l i s h i n g  t h e  desorp t ion  
p res su re  of carbon monoxide necessary t o  d e t e c t  a minimum concent ra t ion :  
t h i s  is  t h e  s t a b i l i t y  of t h e  c o n t r o l l i n g  o r  predominant background l e v e l .  
Thus, i f  t he  mass spectrometer  background of 0.4 t o r r  i s  t h e  major back- 
ground component and i t  is  s t a b l e  wi th in  +lo%, a carbon monoxide pressure  
equiva len t  t o  about 30% of background o r  0.15 t o r r  would be  de t ec t ab le ,  
with some unce r t a in ty  i n  the  a c t u a l  value. I f  both t h e  MS background and t h e  
c e l l  background con t r ibu te  t o  t h e  o v e r a l l  background, t he  t o t a l  v a r i a t i o n  i n  
t h e  two w i l l  be t h e  determining f a c t o r  f o r  the carbon monoxide l e v e l .  Thus, 
i t  i s  not  only t h e  background l e v e l ,  but a l s o  t h e  v a r i a t i o n  i n  t h e  background 
t h a t  w i l l  a f f e c t  t h e  minimum d e t e c t a b l e  concent ra t ion  of carbon monoxide. 
In  summary, i f  a high conductance l e a k  i s  used, i t  appears t h a t  t he  
l i m i t i n g  f a c t o r  i n  determining t h e  d e t e c t a b l e  l i m i t s  f o r  carbon monoxide 
w i l l  be the  ce l l  background t h a t  can be achieved i n  t h e  tes t  system. I f  a 
low conductance l eak  (10-5 cc / sec )  i s  used, t h e  l i m i t i n g  f a c t o r  may be t h e  
mass spectrometer  background. A t  p r e sen t ,  i t  appears  t h a t  t h e  desorp t ion  
p res su re  from t h e  system must exceed approximately 0.5 t o r r  i n  order t o  be 
d e t e c t a b l e  wi th  t h e  low conductance o r  atmospheric l eak .  
I 
Pressure  i n  Relation t o  C e l l  Operation.- The CO accumulator ce l l  system 
and i t s  mode of ope ra t ion  must be  capable of d e l i v e r i n g  a p a r t i a l  p ressure  
i n  excess of t h e  background. 
ground levels f o r  t h e  instruments are: 
From t h e  preceding d iscuss ion  minimum back- 
1 )  Cycloidal instrument wi th  0.2 cc/sec l e a k  0.3 p 
2) Cycloidal instrument w i t h  cc/sec leak  0.6 t o r r  
3) Two G a s  Sensor wi th  lom5 cc/sec l eak  0.4 t o r r  
The background levels of n i t rogen  from t h e  cel l  must b e  evaluated and 
compared t o  t h e  mass spectrometer background t o  determine t h e  a c t u a l  carbon 
monoxide p res su re  requi red  t o  be  de t ec t ab le .  
background l e v e l s ,  t h e  c a l c u l a t i o n  of t h e  p re s su re  t h a t  w i l l  r e s u l t  from a 
given sample of carbon monoxide w i l l  be  considered. 
Before eva lua t ion  of t h e s e  
An equat ion  f o r  t h e  p re s su re  of carbon monoxide on desorp t ion  can b e  
der ived  i n  t h e  fol lowing manner. 
equi l ibr ium cons tan t  is  defined according t o  t h e  following equation: 
Assuming a l i n e a r  adsorp t ion  isotherm, an 
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i 
i n  which X i s  t h e  equi l ibr ium cons tan t  defined i n  u n i t s  of grams/cc. 
E is  t h e  p a r t i a l  p re s su re  of carbon monoxide (un i t s  of atm.-cc/cc 
of volume) 
c i s  t h e  concent ra t ion  on t h e  sorbent  ( u n i t s  of atm.-cc/gm) 
S -
The t o t a l  amount of  carbon monoxide i n  t h e  system i s  given by: 
No = poV + CsW 
N = atm.cc of CO 
Vs = volume of  t h e  system 
Ws = weight of sorbent  i n  t h e  system 
0 
S u b s t i t u t i n g  f o r  Cs 
I f  no carbon monoxide is  removed from the system, t h e  pressure  a t  some 
h igher  temperature is  given by 
i n  which 
a t  which CO 
TO 
KO = equi l ibr ium constant f o r  t h e  temperature, 
w a s  sorbed 
5 = equi l ibr ium cons tan t  at t h e  temperature T. The t e r m ,  W/K, 
can be  regarded as a volume term, bu t  t h i s  volume is  a v a r i a b l e  
wi th  temperature. 
J. 
% =  
AH = 
R =  
K, is  r e l a t e d  t o  KO by t h e  fol lowing expression: 
1 1  
T T  0 
hea t  of desorp t ion  (cal/gm-mole) 
gas cons tan t  (cal/gm-mole O K )  
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I f  t h e  volume of t h e  system is s m a l l  relative t o  W/K,  t h e  expression above 
can be s i m p l i f i e d  t o  give: 
For example AH i s  taken as 10 k c a l  mole, t h i s  expression y i e l d s  at 18OOC 
'180 
PO 
-6 I f  po = 1 x 10 a t m ,  corresponding t o  t h e  equi l ibr ium pressure  f o r  sorbent  
s a t u r a t e d  with CO at 1 ppm concent ra t ion  
= 466 x 1 x a t m  = 354 microns '180 
Ignoring f o r  t h e  moment t h e  background due t o  r e s i d u a l  n i t rogen  i n  t h e  
c e l l ,  i t  i s  f a i r l y  obvious, t h a t  t h e  one p a r t  p e r  m i l l i o n  level would be 
d e t e c t a b l e  i n  system ( l ) ,  t h e  cyc lo ida l  instrument  with t h e  high conductance 
leak,  bu t  would be marginal i n  t h e  o the r  two systems wi th  atmospheric l eaks  
of low conductance e 
i 
7 I f  AH i s  lower by 20%, o r  AH = 8 kcal/mole, t h e  pressure  r a t i o  
decreases from 466 t o  129, and the  pressure  f o r  
microns, which should be de t ec t ab le  i n  system (1) bu t  i s  w e l l  below t h e  
background l e v e l s  f o r  t h e  instruments wi th  low conductance l eaks .  The 
unce r t a in ty  i n  t h e  va lue  of hea t  of desorp t ion ,  AH, is one reason f o r  pre- 
f e r r i n g  t h e  vacuum operated system, which has high s e n s i t i v i t y  f o r  t h e  
sorbed gases * 
po = 1 x atm is  98 
This r e l a t i o n s h i p  above holds independent of t h e  a c t u a l  va lue  of KO 
i s  n e g l i g i b l e  with respect t o  W/K i s  
For an i d e a l i z e d  system, t h e  smallest volume t h a t  can be  obtained 
as long as t h e  assumption t h a t  
v a l i d .  
is  j u s t  t h a t  which is  a s soc ia t ed  w i t h  t h e  packed bed of sorbent .  For char- 
coa l  t h i s  may b e  as h igh  as 2 cc/gm i f  t he  pore volume i s  considered, o r  as 
low as 1 cc/gm i f  only t h e  f r e e  gas volume i s  included. 
V 
Rearranging t h e  equat ion  above, gives 
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I f  t h e  l i m i t i n g  va lue  of V/W i s  taken as 2, t h e  assumption w i l l  be  
v a l i d  as long as 
I n  t h e  a c t u a l  system t o  be t e s t e d ,  t he re  w i l l  be  add i t iona l  f r e e  gas 
volume assoc ia ted  wi th  t h e  valves and t h e  leak.  
pressure  t o  i n i t i a l  p re s su re  i s  given by 
The r a t i o  of desorp t ion  
(Vs = volume assoc ia ted  wi th  system o t h e r  than  t h e  sorbent . )  
assuming t h a t  only t h e  ce l l  volume i s  heated. 
Using t h e  va lues  c i t e d  above f o r  KO, and assuming 
- -  v 2  
W 
- 2  vS - -  W 
= 466 (2 + - -  PT -
Po (2 + 322) (g) + 2 
is  small i n  vS which is  t h e  same as t h e  va lues  c i t e d  above. A s  long as - W 
, t h e  e f f e c t  of V on t h e  f i n a l  p ressure  w i l l  comparison t o  (i + e-( S 
be n e g l i g i b l e  
The term Vs/W w i l l  become important i f  e i t h e r  t h e  va lue  of KT is 
l a r g e r  than  has been assumed i n  these  examples o r  t h e  weight of sorbent  
i s  reduced. For example i f  KT i s  h igher  by a f a c t o r  of 100 o r  t h e  weight 
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of sorbent  is  lower by a f a c t o r  of 100 and AH is assumed t o  have t h e  
same va lue  
= 184 PT (2 + lo3) - =  
(2 + 3.22) (653) 29 8 + 2 
I n  summary, i t  should be emphasized t h a t  at p re sen t ,  t h e  va lues  of t h e  
equi l ibr ium cons tan t  are not known. The equat ion i n d i c a t e s ,  t he re fo re ,  t h a t  
conserva t ive  design would allow f o r  t h e  p o s s i b i l i t y  t h a t  t h e  K values may 
be s m a l l  and t h e  maximum desorp t ion  p res su re  w i l l  be  obtained by inc reas ing  
t h e  weight of t h e  so rben t  i n  t h e  system while  minimizing t h e  volume assoc i -  
a t ed  wi th  t h e  system. The weight of sorbent  i n  t h e  system w i l l  be  a f a c t o r  
i n  t h e  hea t ing  power requirements, and the re fo re  i t  cannot be increased  
i n d e f i n i t e l y .  The r a t i o  of t h e  desorp t ion  p res su re  t o  t h e  i n i t i a l  p re s su re  
can a l s o  be increased  by measuring desorp t ion  at a h igher  temperature. 
There i s  a l i m i t  t o  t h i s  temperature, however, because t h e  r e a c t i o n  of 
r e s i d u a l  oxygen wi th  charcoal begins  t o  be s i g n i f i c a n t  a t  temperatures of 
about 240OC. 
should be  r e s t r i c t e d  t o  about 200OC. 
On t h e  b a s i s  of present  knowledge, t h e  desorp t ion  temperature 
Removal of Nitrogen from the  C e l l . -  Residual air i n  t h e  system must be  
removed p r i o r  t o  measurement of t h e  carbon monoxide p res su re  t o  avoid i n t e r -  
fe rence  from n i t rogen  and t o  minimize oxygen r eac t ions  wi th  t h e  sorbent  t o  
produce carbon monoxide. Two methods are considered: one, t o  b e  used wi th  
an atmospheric (low-conductance) l eak ,  involves purging t h e  system wi th  
argon; t h e  o t h e r ,  t o  be  used f o r  vacuum ope ra t ion ,  involves a vacuum pre- 
c u t ,  which a l s o  serves t o  reduce t h e  t o t a l  p re s su re  i n  f r o n t  of t h e  l eak .  
Two f a c t o r s  need t o  be determined: one i s  t h e  amount of purge gas o r  
precut  t i m e  necessary t o  reduce t h e  n i t rogen  level t o  a va lue  comparable 
with t h e  mass spectrometer  background l e v e l ,  and t h e  o t h e r  is t h e  loss of 
carbon monoxide which may r e s u l t  from t h e  removal of n i t rogen .  
, 
For example, i n  t h e  Atmospheric Sensor Mass Spectrometer, t h e r e  is  an 
e x i s t i n g  background which i s  approximately equiva len t  t o  0.4 t o r r  of 
n i t rogen .  The sorbent n i t rogen  background should be  maintained at o r  
below t h i s  level a t  t h e  desorp t ion  temperature of carbon monoxide. The 
background l e v e l  of n i t rogen  f o r  t h e  cyc lo id  instrument is  equiva len t  t o  
0 ,3  micron; but s i n c e  t h e  s e n s i t i v i t y  i s  h igh  f o r  t h i s  ins t rument ,  it may 
be poss ib l e  t o  t o l e r a t e  a h igher  n i t rogen  background from t h e  cel l  as long 
as it  is  only a small f r a c t i o n  of t h e  a n t i c i p a t e d  CO level. 
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The n i t rogen  p res su re  i n  t h e  system is  determined by t h e  r e s i d u a l  
n i t rogen  content a f t e r  t h e  precut o r  purge opera t ion .  
t h e  n i t rogen  i s  i n  t h e  gas phase a t  t h e  carbon monoxide desorp t ion  tempera- 
t u r e ,  i t s  pressure  at 18OOC i s  r e l a t e d  t o  t h e  r e s i d u a l  p re s su re  a t  room 
temperature by 
Assuming t h a t  a l l  
'N2(180) = 300 45 p 
Data i n  Dushman: i n d i c a t e s  t h a t  KN i s  of t h e  order  of 0.125 gm/cc a t  15OC. 2 
I n  order  t o  have a f i n a l  n i t rogen  p res su re  of 0.4 t o r r ,  t h e  p re s su re  
of n i t rogen  i n  t h e  system must be reduced t o  
= 0.053 t o r r  at room temperature. 2 1 2 + -  .125 
'N225 = 0.4 t o r r  
For t h e  purge gas system, t h e  removal rate i s  given by 
-F P, 
KC 
* =  
W V + -  d t  
where: F i s  t h e  flow rate of purge gas t,,rough t h e  cel l ,  
K i s  t h e  equi l ibr ium cons tan t  f o r  t h e  component at ambient 
temperature, and p c i s  t h e  p a r t i a l  p re s su re  due t o  t h a t  component. 
C 
I n t e g r a t i n g  
*Saul Dushman and J . M .  La f fe r ty ,  S c i e n t i f i c  Foundation of Vacuum Technique, 
2nd Editicin, John Wiley and Sons, Inc,  New York 1962 
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Taking t h e  va lue  of Kc f o r  n i t rogen  on charcoal ,  Kc = 0.125, t h e  amount 
of purge gas (F t )  requi red  t o  reduce t h e  p a r t i a l  p ressure  from 1 a t m  t o  0.053 
t o r r  
Ft  = (2 +m) 1 Rn - 760 
e 053 
= 96 cc (per  gram of  sorbent )  
The amount of carbon monoxide l o s t  i s  given by - 
- 0 i f  % i s  aga in  -96 
2 + -  1 
1 - exp 
assumed t o  be gm/cc. For KCO a f a c t o r  of  100 h ighe r ,  t h e  l o s s  
i nc reases  t o  about 10%. The amount of carbon monoxide l o s t  from t h e  sor-  
bent  i s  no t  dependent on t h e  des ign  of t h e  system, but  i s  mainly a func t ion  
1 of  t h e  re la t ive r e t e n t i o n  of a i r  and carbon monoxide on t h e  sorbent .  
For a vacuum precu t ,  which would be used f o r  system (1) opera t ing  with 
t h e  high conductance l eak ,  t h e  n i t rogen  level  does not  necessa r i ly  have t o  
be  reduced t o  a level  comparable t o  t h e  e f f e c t i v e  background level of  0.3 1-1. 
Since t h e  an t i c ipa t ed  s i g n a l  i s  much l a r g e r ,  i f  none of t h e  gas i s  pumped 
out dur ing  hea t ing  t h e  sorbent ,  t h e  n i t rogen  level  could be reasonably set 
a t  10% of  t h e  a n t i c i p a t e d  s i g n a l  level ,  o r  about 35 1-1 f o r  AH assumed 10  
Kcal/mole. 
p ressure  a f t e r  precut  i s  
Under t h i s  assumption t h e  level  requi red  f o r  t h e  f i n a l  n i t rogen  
For viscous flow ou t  of t h e  system, 
(P2 - P.2) 
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2 2 O r  i f  po << p 
I f  Cs i s  of t h e  order  of 12 x cc/min-p, as may be t h e  case  f o r  t h e  
proposed system, i t  would r equ i r e  t h r e e  hours t o  reduce t h e  pressure  t o  t h i s  
l e v e l  a t  room temperature. An estimate of t h e  l o s s  of carbon monoxide dur- 
i ng  t h i s  per iod i s  made by f i r s t  c a l c u l a t i n g  t h e  l o s s  during an i n i t i a l  pres- 
su re  drop when t h e  e f f e c t i v e  conductance i s  high and then during t h e  second 
i n t e r v a l  when t h e  conductance i s  r e l a t i v e l y  low. Thus, f o r  t h e  system pres- 
s u r e  t o  drop from 1 atmosphere t o  200 microns r equ i r e s  about 4 minutes. The 
carbon monoxide l o s s  i s  ca l cu la t ed  from 
--- pco - 'ave 'co 
W 
V + -  d t  
Kco 
where Pave rep resen t s  t h e  average t o t a l  p ressure  i n  t h e  system. 
I n  a 4 minute i n t e r v a l ,  approximately 20% of t h e  carbon monoxide 
would be l o s t .  During t h e  next 176 minutes, t h e  average conductance i s  
much lower, and t h e  t o t a l  amount of carbon monoxide l o s t  i s  less than 1 
percent  of t h a t  remaining. 
One o t h e r  f a c t o r  which may a f f e c t  t h e  rate a t  which n i t rogen  is  removed 
during t h e  precut  i s  t h e  water content of t h e  gas sample. Assuming a rela- 
t i v e l y  high water content comparable t o  t h a t  which has been observed i n  t h e  
LCS s t u d i e s ,  t h e  f i n a l  conductance out of t h e  system i s  con t ro l l ed  more by 
the  water desorp t ion  rate. 
s t u d i e s ,  a f i n a l  p re s su re  of about 100 t o  300 microns was obtained. Using 
t h i s  p re s su re ,  t h e  precut  opera t ion  f o r  a i r  may be con t ro l l ed  by t h e  t o t a l  
p ressure  down t o  about 100 microns. 
Typically i n  p r e c u t t i n g  samples f o r  t h e  LCS 
where C is  t h e  usua l  geometric f a c t o r .  
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Assuming a p res su re  of 200 1.I f o r  i l l u s t r a t i o n ,  t h e  t i m e  requi red  t o  
reach t h i s  p re s su re  would be 
12 - - - -  - 1 1 
200 76000 10 
o r  t = 4 minutes. 
With a constant  pressure  of 200 1.1 from t h e  water desorpt ion rate,  
the  t i m e  t o  reduce t h e  n i t rogen  from 200 microns t o  4.7 microns i s  
t = 12 x x 200 Rn 200 47 
-
t = 9 minutes 
The t o t a l  t i m e  i n  t h i s  case i s  much lower than t h a t  expected f o r  pure 
viscous conductance of t h e  s i n g l e  component. I n  a c t u a l  p r a c t i c e  t h e  t ran-  
s i t i o n  pressure  may occur a t  some o the r  va lue ,  e i t h e r  higher  o r  lower 
depending on t h e  water content  and o the r  f a c t o r s  such as t h e  system leak- 
age rate and t h e  flow c h a r a c t e r i s t i c s  through t h e  sorbent .  The important 
f e a t u r e  f o r  t h e  test system design i s  t h a t  t h e  conductance f o r  t h e  precut  
flow p a t t e r n  should be as high as poss ib l e  i n  o rde r  t o  minimize t h i s  t i m e .  
System Operation.- The test  system t o  be f ab r i ca t ed  f o r  t h i s  con t r ac t  
i s  b a s i c a l l y  designed t o  be operated under vacuum with a precut  operat ion.  
The s e l e c t i o n  of t h i s  system i s  governed by t h e  cons idera t ion  t h a t  i t  
a f fo rds  a h igher  s e n s i t i v i t y  f o r  s tudying t h e  system parameters which a f f e c t  
t h e  carbon monoxide pressure  on desorpt ion.  
eter w i l l  see more of t h e  gases r e t a ined  on t h e  sorbent  i n  a vacuum system, 
as compared t o  one operated with a high d i l u t i o n  of argon purge gas., I f  
t h e  r e s u l t s  of t h e  test  program wi th  a vacuum system i n d i c a t e  t h a t  n i t rogen  
levels can be reduced low enough and t h a t  r e l a t i v e l y  high pressures  of CO 
can be obtained on desorp t ion ,  i t  should be  poss ib l e  t o  design a simpler 
system f o r  purge gas opera t ion .  
I n  e f f e c t ,  t h e  m a s s  spectrom- 
The a n a l y s i s  presented i n  a previous s e c t i o n  ( e n t i t l e d  "Pressure i n  
Rela t ion  t o  C e l l  Operation") f o r  t h e  desorp t ion  pressure  of carbon monoxide, 
w a s  based on two assumptions: 1 )  t h a t  t h e  sorbent  w a s  s a tu ra t ed  with car- 
bon monoxide; and 2) t h a t  no carbon monoxide w a s  removed from t h e  system 
a f t e r  t h e  precut  (or  purge) opera t ion .  * 
The f i r s t  of t h e  above assumptions i s  not r e a l l y  necessary.  The same 
r e s u l t  w i l l  be obtained i f  a h igher  concent ra t ion  of carbon monoxide i s  
used and t h e  sorbent  i s  not  completely s a t u r a t e d  with' t h e  h igher  concentra- 
t i o n  sample. The l i m i t i n g  d e t e c t a b i l i t y  f o r  carbon monoxide f o r  t h e  system 
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can only be  r e a l i z e d ,  however, by s a t u r a t i n g  t h e  sorbent .  I f  t h e  adsorp t ion  
isotherm i s  l i n e a r  as assumed, t h i s  is  t h e  b e s t  approach t o  opera t ion  of t h e  
sorbent .  I f  t he  isotherm is non-linear,  t h i s  f a c t  w i l l  be r e f l e c t e d  i n  t h e  
ana lys i s  of samples a t  d i f f e r e n t  concentrat ions.  
The second assumption i s  not  real is t ic ,  a t  least  f o r  t h e  vacuum 
operated test system. I n  p r a c t i c e ,  sampling and p recu t t ing  a i r  from t h e  
system must be c a r r i e d  ou t  i n  a device t h a t  w i l l  permit stream switching 
from sample flow t o  t h e  vacuum system and u l t ima te ly  t o  t h e  mass spectrom- 
eter system. The cel l  cannot conveniently be  placed d i r e c t l y  i n  series 
with t h e  mass spectrometer leak ,  bu t  must be connected t o  t h e  l eak  with 
tubula t ion .  The system must provide f o r  a low flow of  gas t o  t r anspor t  
t h e  desorbed carbon monoxide t o  t h e  leak. Consequently, t h e  pressure  of 
carbon monoxide w i l l  be lower than t h a t  a t t a i n a b l e  i f  no CO i s  removed 
whi le  t h e  sorbent  is  heated. I f  t h e  hea t ing  rate i s  r ap id  compared t o  
t h e  gas flow rate, t h e  l o s s  of carbon monoxide w i l l  be minimized. The 
r e l a t i o n s h i p  which determines t h e  l o s s  of carbon monoxide t h a t  is  l o s t  
from t h e  system w a s  der ived i n  an earlier r epor t .  
l i m i t  f o r  t h e  amount of carbon monoxide l o s t  i s  given by 
An approximate upper 
2 AT ACO = p C jj- 
i n  which AT is  t h e  temperature d i f f e rence  between t h e  temperatures a t  
which desorp t ion  p res su re  of CO i s  measured and t h e  i n i t i a l  temperature 
B i s  t h e  hea t ing  rate; 
C i s  a conductance ca l cu la t ed  from t h e  t o t a l  p ressure  a t  t h e  
p i s  t h e  pressure  of carbon monoxide a t  t h e  desorp t ion  temperature. 
desorp t ion  temperature;  
With va lues  f o r  KT assumed earlier and tak ing  t h e  measurement 
temperature as 1 8 O o C ,  t h i s  upper l i m i t  l o s s  is est imated t o  be 
1 0 - ~ ~ ~  1 5 5 O C
p min 10°C/min 
ACO = (350 p)2 x 12 x 
3 = 22.8 x 10 pcc.  
The t o t a l  amount of carbon monoxide sorbed w a s  ca l cu la t ed  t o  b e  
(at 1 ppm) 76 x l o 3  
i s  roughly one-third of t h e  t o t a l  sample. 
reducing t h e  conductance out  of t h e  system, bu t  t h e  conductance must be  
s u f f i c i e n t l y  high t o  maintain acceptab le  pressures  a t  t h e  m a s s  spectrometer 
leak .  
pcc.  This approximate upper l i m i t  t o  t h e  amount l o s t  
The l o s s  can be r e s t r i c t e d  by 
A more complete ana lys i s  of t h e  t o t a l  a v a i l a b l e  gas i n  t h e  system 
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would permit a b e t t e r  estimate of t h e  l o s s  rate. 
opera t ion  c h a r a c t e r i s t i c s  are designed t o  be  f l e x i b l e .  
be ad jus t ab le  and t h e  pumping rate out  of t h e  system w i l l  be  con t ro l l ed  by 
a needle  valve. 
The test system design and 
The hea t ing  rate w i l l  
The T e s t  System 
The system t o  be t e s t e d  i s  designed t o  i n t e r f a c e  with t h e  cyc lo ida l  
focusing mass spectrometer and t o  be  operated i n  e i t h e r  t h e  vacuum mode o r  
t h e  argon purge mode. A schematic of t h e  system i s  shown i n  Figure 35. 
The system c o n s i s t s  of two Carle 8-port9 2-posit ion valves - one of 
which i s  connected t o  a f lange  which i n t e r f a c e s  wi th  t h e  leak assembly of 
t h e  mass spectrometer.  The flow p a t t e r n  f o r  t h e  valves i s  shown i n  
Figure 1. When the  instrument is  operated i n  t h e  vacuum mode t h e  stan- 
dard 0.15 cc/sec two-hole l eak  w i l l  be  employed. 
less steel  l eak  wi th  a conductance of 1 x 10-5 cc/sec w i l l  be  f ab r i ca t ed  f o r  
A s p e c i a l  s i n t e r e d  s t a i n -  
.pera t ion  i n  t h e  purge gas mode. 
The Carle valves are chosen f o r  t h i s  app l i ca t ion  because they are 
bel ieved t o  have t h e  smallest volume assoc ia ted  wi th  t h e  va lv ing  mechanism, 
they are bes t  f o r  leak-free opera t ion  under vacuum, and t h e  material used 
i n  t h e i r  cons t ruc t ion  should p re sen t  t h e  lowest background from outgassing. 
The s e a l i n g  su r faces  i n  t h e  valves are o p t i c a l l y  f l a t ,  carbon-f i l led Teflon 
su r faces  on s t a i n l e s s  steel. The valve su r faces  are held i n  contact  by a 
spring-loaded b a l l ;  a torque of 0.4 f t - l b s  i s  required t o  t u r n  the  valve 
90'. 
t h i s  valve through a 9O:l gear  r a t i o .  This motor requi res  8 w a t t s  t o  
opera te .  
/I 
American Elec t ronics  has  a s tepping  motor which i s  adapted t o  a c t u a t e  
The valves are equipped wi th  1/16 inch O.D. x 0.023 inch I.D. s t a i n -  
less steel  tubes through which connections t o  t h e  valve p o r t s  are made. 
For t h i s  system, t h e  connection t o  t h e  leak  f l ange  w i l l  be  welded. Con- 
nec t ions  t o  t h e  ce l l  and t o  t h e  tubes f o r  t h e  var ious  l i n e s  w i l l  be  made 
with Swagelok f i t t i n g s  
I n  order  t o  minimize t h e  volume of t h e  system, t h e  c e l l  t o  be  t e s t e d  
w i l l  c o n s i s t  of a 4-turn c o i l  of 1/8 inch x 0.010 inch w a l l  s t a i n l e s s  
steel tubing which w i l l  conta in  0.5 gm of  t h e  sorbent .  This approach is 
taken because i t  w i l l  permit connections t o  t h e  ce l l  t o  be  made with a 
minimum volume and f l e x i b i l i t y  i n  changing t h e  cel l  s i z e ,  i f  t h i s  should 
prove necessary.  
of 25OOC i s  est imated t o  be  5 w a t t s .  Heating power requirements f o r  
s e l ec t ed  geometries are descr ibed i n  Appendix Be 
The h e a t e r  power necessary t o  reach a f i n a l  temperature 
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I n i t i a l  tests wi th  t h i s  system w i l l  be performed i n  the vacuum mode 
of operation. 
wi th  those  obtained on t h e  Laboratory Contaminant Sensor System and study 
of  t h e  sorbent  performance. For t h e s e  tests, connections w i l l  be made t o  
t h e  vacuum system through a 1/16 inch needle va lve  t o  restrict t h e  gas 
flow p a s t  t h e  mass spectrometer leak.  This is  requi red  because t h e  esti- 
mated conductance of t h e  l i n e s  connecting t h e  c e l l  t o  t h e  leak  is relatively 
low - 16 cc/min. It may prove necessary t o  use a slower hea t ing  rate i n  
order t o  s imula te  t h e  r e s u l t s  obtained on t h e  earlier system. These tests, 
i n  conjunct ion wi th  observations wi th  t h e  Monoxor, w i l l  f u rn i sh  a b a s i s  f o r  
developing confidence t h a t  t h e  sorbent i s  performing as requi red .  It i s  
planned, a t  t he  conclusion af  t hese  tests, t o  examine r e s u l t s  obtained 
with t h e  f a s t e r  hea t ing  rate t h a t  would r e s u l t  from d i r e c t  app l i ca t ion  of 
t h e  power requi red  t o  achieve a f i n a l  temperature of 250OC. The r e s u l t s  
of t hese  tests w i l l  s e rve  t o  de f ine  t h e  h e a t e r  power requirements and 
t h e  s e n s i t i v i t y  t o  carbon monoxide under these  condi t ions .  They w i l l  a l s o  
serve  t o  e s t a b l i s h  l eak  rate f o r  t h e  va lves .  
This w i l l  permit a more d i r e c t  comparison of t h e  r e s u l t s  
System opera t ion  wi th  argon purge gas w i l l  be performed a f t e r  t h e  
vacuum study. The l eaks  w i l l  be interchanged and t h e  necessary changes i r ,  
t h e  valve flow p a t t e r n  e f f ec t ed .  The f i r s t  tests w i l l  be c a r r i e d  out  with 
blank a i r  samples (not containing carbon monoxide) t o  e s t a b l i s h  t h e  back- 
ground as m / e  28 f o r  t h e  system. 
of opera t ion ,  mainly t h e  argon flow rate, w i l l  be inves t iga t ed  t o  minimize 
t h e  n i t rogen  background. 
carbon monoxide samples w i l l  be performed t o  e s t a b l i s h  t h e  de t ec t ab le  l i m i t  
i n  t h i s  mode of opera t ion .  
I f  necessary,  changes i n  t h e  v a r i a b l e s  
Once a minimum value  is  e s t a b l i s h e d ,  tests with 
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ADDENDUM 1 TO APPENDIX C 
Valve Survey 
P r i n c i p a l  con tac t s  i n  searching  f o r  valves f o r  t h i s  purpose w e r e  with 
companies l i s t e d  as manufacturing valves f o r  gas chromatographs. 
from whom l i t e r a t u r e  w a s  obtained are l i s t e d .  
Companies 
I d e a l  Aerosmith, Chenenne, Wyoming 
Makes a d i r e c t i o n a l  c o n t r o l  valve of poppet design and "0" r i n g  
seals. Rol le r  cam operated pushbutton ac tua to r .  These valves 
are a v a i l a b l e  i n  2-way, 2-port; 5-way, 2-port; 3-way, 3-port; 
and 4-way, 4-port design. They are a v a i l a b l e  i n  aluminum, b ra s s ,  
and s t a i n l e s s  steel  a t  about $20.00 f o r  t h e  most expensive 
( s t a i n l e s s  s teel)  with ac tua to r s .  
Carle Valves, Ful le r ton ,  Ca l i fo rn ia  
Di rec t iona l  Control Valves f o r  gas chromatography. 
of ceramic f i l l e d  Teflon. 8-port ,  2-posit ion valve. Many o the r  
po r t ing  arrangements ava i l ab le .  Valves have repor ted  leakage 
rates of 10-4 cc p e r  minute across  60 ps ia .  These valves are 
h ighly  recommended by most of t h e  people,  inc luding  vendors with 
whom t h e  requirements w e r e  discussed. 
approximately $300.00 each. Avai lable  wi th  a i r  ac tua t ion .  Torque 
requi red  f o r  s i n g l e  valve is 0.4 f t .  l b .  (1.35 w a t t s  per  f t .  l b .  
pe r  sec . )  
S l id ing  seals 
They are expensive - 
Energy Research and Generation, Inc.  
This company has designed and presumable patented a s m a l l  
2-posit ion valve with a f l u i d  ac tua t ion  mechanism as w e l l  as 
some o t h e r  normal types.  These valves were proposed f o r  t h e  
f l i g h t  gas chromatograph-mass spectrometer combination., They 
are l igh tweight ;  t h e  2-posit ion valve - t h e  heav ie s t  of t h e  ones 
proposed - weighs less than  100 gms and requi res  6 w a t t s  f o r  
1 sec t o  operate .  They can withstand opera t ing  temperatures t o  
2OOOC and have repor ted  leakage rate of 
t h e s e  valves are high - last estimate $2000 each. 
cc/sec He. Costs on 
Perkin-Elmer 
Perkin-Elmer, Norwalk, has  a P rec i s ion  Gas Sampling Valve f o r  
i n j e c t i o n  of gas samples i n t o  a gas chromo stream. This valve 
i s  a 6-port9 2-posit ion valve. 
flows through a sample loop, whereas t h e  carrier gas flows d i r e c t l y  
I n  t h e  f i r s t  p o s i t i o n  sample gas 
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t o  t h e  column, In  t h e  second pos i t i on ,  t h e  carrier gas flows 
through t h e  sample loop, car ry ing  t h e  sample gas i n t o  t h e  column 
f o r  ana lys i s .  L i t t l e  information is  ava i l ab le  about t h i s  valve.  
It i s  an "0" r i n g  sealed valve. 
Perkin-Elmer, Norwalk, was - up u n t i l  sometime last  year - t h e  s o l e  
agent f o r  Biotron G a s  Chromatograph valves.  These SS valves  have 
Rulon (cone-expanded Teflon) seals. 
t e r n s  are ava i l ab le .  Recent conversations with Dick Conden of 
P-E Norwalk i n d i c a t e  some d i s t r u s t  of t h e  Biotron valves ,  and P-E, 
Norwalk, i s  no longer engaged i n  the  l i cens ing  agreement with 
Biotron. I n  discussing our valves requirements, M r .  Conden 
s t rongly  urges the  use of Carle valves if we could a f ford  t h e  
p r i ce .  H e  s a i d  they were too expensive f o r  P-E gas chromos, but 
they are t h e  b e s t  ava i lab le .  
a German f i rm f o r  valves .  Mr. Conden knows of no o ther  valve tha t  
he would recommend. 
Various flow switching pat-  
They are cu r ren t ly  negot ia t ing  with 
ASCO Solenoid Operated Valves 
These valves ,  i n  general ,  do not have flow pa t t e rns  s u i t a b l e  f o r  
t h e  CO c e l l  appl ica t ion .  
s o  t h a t  i t  goes through two p o r t s  i n s t ead  of one but  t h i s  w i l l  
not answer our problem. 
One model p e r m i t s  flow t o  be switched 
Circle Seal  Valves, Anaheim, Cal i forn ia  
Circle Seal makes a valve t o  channel flow i n  two d i r ec t ions .  
This i s  a t y p i c a l  gas chromatograph flow pa t t e rn .  These valves  
have an "0" r i n g  seal on a c y l i n d r i c a l  sur face  t o  prevent leakage 
between po r t s .  A 2-stage valve i s  ava i l ab le  t h a t  has acceptable  
flow pa t t e rns  f o r  t h i s  appl ica t ion .  Although these  valves are 
reported t o  be leak  t i g h t ,  i t  i s  questionable t h a t  they would be 
s a t i s f a c t o r y  f o r  operat ion i n  an,  MS i n l e t  system. The valves  a r e  
f a i r l y  la rge .  
Norgren Flu id ics ,  L i t t l e t o n ,  Colorado 
Flow s e l e c t i o n  valve which d i r e c t s  flow i n t o  one of t h ree  
channels is unsui tab le  f o r  appl ica t ion .  
Verif l o w  
Flow con t ro l  valves only. 
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Republic Manufacturing Co., Cleveland, Ohio 
,! 
This company manufactures a chromatography s e l e c t o r  valve,  a 
valve with a tapered Teflon plug which provides t h e  s e a l i n g  
sur face .  N o  da t a  on vacuum leakage w a s  ava i l ab le  from t h e  
l o c a l  r ep resen ta t ive ,  (He recommended Carle valves  f o r  our  
app l i ca t ion . )  
pounds. 110" r i n g  seals are u t i l i z e d  t o  e l imina te  leakage 
where tubu la r  connections are made and at t h e  ends of t h e  
Teflon plug. The double 4-way va lves ,  which have t h e  flow 
p a t t e r n  necessary f o r  t h e  CO ce l l ,  cos t  $108.00. 
The s t a i n l e s s  s teel  ve r s ion  weighs 2 1 / 2  
Hoke, Inc. ,  C r e s s k i l l ,  N . J .  
Flow con t ro l  valve only.  
Loenco, Mountain V i e w ,  Ca l i fo rn ia .  
Loenco employs a s l i d i n g  plunger valve f o r  t h e i r  gas chromo 
gas sampling va lves .  These are, i n  genera l ,  2-posit ion 
mul t ipor t  valves .  Seals between p o r t s  and at t h e  end of 
t h e  valves  are made wi th  "0" r ings .  
valves  were vacuum tested wi th  t h e  helium leak  d e t e c t o r  f o r  one 
app l i ca t ion ,  and he says  they d id  not  l eak ;  however, he  cannot 
r e c a l l  what t h e  u l t ima te  s e n s i t i v i t y  of t h e  leak  de tec to r  w a s .  
While these  valves  could be adapted t o  t h e  CO accu lu la to r  ce l l ,  
t h e  requi red  plumbing is  more complex and s e v e r a l  s epa ra t e  
valves  are required.  
Loenco r epor t s  t h a t  t h e  
Fluorocarbon Company, Anaheim, C a l i f .  
Fluorocarbon makes a Teflon 3-way valve with e i t h e r  manual o r  
solenoid operat ion.  
and i s  i s o l a t e d  from t h e  solenoid ac tua to r .  Po r t  seals are made 
wi th  a Teflon diaphragm. The a v a i l a b l e  3-way valve weighs 2 
pounds 1 3  ounces. 
The va lve  body i s  made e n t i r e l y  of Teflon 
A number of companies manufacture flow switching valves  f o r  gas 
chromatographs. These are s l i d e r  va lves ,  similar t o  the  Loenco valve;  o r  
r o t a r y  valves ,  l i k e  t h e  Perkin-Elmer Biotron valve.  I n  genera l ,  t hese  
valves  have not  t h e  number of switching modes which are a v a i l a b l e  with t h e  
Carle valve.  
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FIGURE 3.- Sintered Metlal Low Conductance Leak and Rsser!:b11; 
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CARBON MONOX I DE (MI CROL I TERS - STP) 
FIGURE 4 . -  Vacuum Desorption Results - Linear Temperature Program 
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FIGURE 5.- Typical  Desorption Curves - Linear  Temperature Mode 
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FIGURE 6.- Vacuum Desorption Resul t s  - Stepped Temperature Program 
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FIGURE 7.- E f fec t  of Bulk Gas Composition on 
Desorption Curve f o r  Carbon Monoxide 
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FIGURE 8.- E f fec t  of Bulk Gas Composition On 
Desorption Curve f o r  Carbon Monoxide 
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FIGURE 9.- Effec t  of Water on Carbon Monoxide Desorption Curve 
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TEMPERATURE ( "c )  
FIGURE 10.- Desorption of Ethylene and Ethane 
From Palladium-Charcoal 
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F I G U R E  11.- Flow D i a g r a m  f o r  C a r r i e r  G a s  O p e r a t i o n  
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T I M E  ( M I N )  FROM START O F  ANALYSIS  
FIGURE 12.- Benzene Desorption Using Argon i n  
Carrier Gas Mode of Operation 
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FIGURE 17.- Desorption Curves Under Helium Flow 
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FIGURE 18.- Desorption Curves Under Helium Flow 
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FIGURE 21.- Response of System With Batch 3 and 
Batch 4 Sorbents t o  Carbon Monoxide 
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FIGURE 23.- Equilibrium Constants as a Function of Concentration 
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FIGURE 24.- Desorption Curves f o r  Saturated Cells 
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FIGURE 25.- Response as a Function of Amount of 
Carbon Monoxide Sorbed a t  Sa tura t ion  
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FIGURE 27.- Comparison of Desorption Curves 
For Batch 3 and Batch 4 Sorbents 
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FIGURE 28.- Comparison of Desorption Curves 
For Batch 3 and Batch 4 Sorbents 
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FIGURE 29.- Comparison of Desorption Curves 
For Batch 3 and Batch 4 Sorbents 
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FIGURE 30.- Block Diagram of Mass Spectrometer 
And CO Accumulator Cell 
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FIGURE 32.- Elec t ronic  Subsystem Schematic Diagram 
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F I G U R E  35.- CO Accumulator C e l l  System 
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